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19.  ABSTRACT.  (Continued) 


The  effect  of  photosensitive  dopants  in  the  liquid  has  also  been  measured.  Improved  charge  collection 
and  energy  resolution  is  observed  for  the  case  of  alpha  particles. 

In  view  of  its  application  for  event  triggering  in  an  imaging  ionization  chamber,  we  have  measured  the 
yield  of  the  primary  scintillation  light  abundantly  emitted  in  liquid  xenon,  using  both  electrons  and  alpha 
particles.  The  dependence  of  the  light  signal  on  the  ionization  density  of  the  event  will  provide  an  ideal 
tool  for  background  rejection. 


Final  Technical  Report  for  ONR  Contracts  N00014-83-K-0494  and 

N00014-86-C-0086 


The  objective  of  this  project  was  to  develop  advanced  imaging  X-ray  and  7-ray 
spectrometers,  based  on  the  use  of  liquid  rare  gases,  xenon  in  particular.  These 
detectors  will  have  important  applications  in  space  based  detection  of  weak  7-ray 
sources,  with  orders  of  magnitude  improved  sensitivity  over  more  common  Nal(Tf) 
or  Ge(Li)  spectrophotometers. 

The  unique  properties  of  liquid  xenon  as  detector  medium,  especially  for  X-rays 
include: 

•  High  detection  efficiency  for  e“  and  7,  similar  to  that  of  Nal(Tf),  due  to  the 
high  atomic  number  ( Z  =  54)  and  density  (p  =  3  g  cm-3). 

•  Excellent  energy  resolution,  theoretically  similar  to  that  of  Ge,  due  to  the 
small  Fano  factor  (F  =  0-04)  and  average  energy  to  create  an  electron-ion  pair 
(W  =  15.6eF). 

•  Excellent  spatial  resolution,  due  to  the  small  electron  diffusion,  with  the  possi¬ 
bility  of  a  complete  three-dimensional  event  imaging  in  a  Time  Projection  type 
Chamber  triggered  by  the  fast  scintillation. 

•  Excellent  scintillation  efficiency,  comparable  to  that  of  Nal(Tf)  and  with  a  fast 
decay  time. 

•  Effective  background  rejection  capability,  as  direct  consequence  of  imaging. 

Among  the  technical  problems  which  have  challenged  the  realization  of  a  liquid 
xenon  instrument  with  high  resolution,  imaging  capability,  and  large  sensitive  area 
are: 


•  Achieve  and  maintain  a  high  level  of  purity  for  the  hqu;d  xenon  with  less  than 
1  ppb  (1  part  per  billion)  contamination  of  oxygen-like  substances. 
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•  Limited  choice  of  construction  materials  satisfying  both  the  requirements  of 
extremely  low  outgas  and  cryogenic  operation. 

•  Complexity  of  a  position  sensitive  readout  system  capable  of  submillimeter 
spatial  resolution,  with  the  requirement  of  low  noise  electronics  for  a  large 
number  of  channels  and  in  the  presence  of  high  voltages. 

We  have  extensively  studied  the  fundamental  properties  of  liquid  rare  gas  ion¬ 
ization  and  scintillation  detectors.  Important  experimental  results  with  both  liquid 
argon  and  liquid  xenon,  especially  in  the  areas  of  gas  purification,  ionization  and 
scintillation  yields  of  different  radiations  as  well  as  in  the  areas  of  spectral  resolution, 
have  been  achieved  during  the  period  of  the  contracts. 

In  the  following  we  summarize  the  laboratory  experiments  and  results,  with 
reference  to  the  published  literature  for  further  details,  and  indication  for  further 
studies  and  research. 

1.0.  The  Liquid  Xenon  Proportional  Scintillation  Chamber  Approach 

During  the  initial  phase  of  ONR  contract  N00014-83-K-0494  we  concentrated 
our  efforts  to  the  design,  construction  and  test  of  a  prototype  liquid  xenon  chamber 
which  could  be  used  both  in  ionization  and  scintillation  modes,  with  an  emphasis  on 
proportional  scintillation.  The  basic  advantage  of  this  mode  of  detector  operation 
is  represented  by  the  large  increase  in  available  signal,  compared  to  the  ionization 
mode,  with  however  similarly  excellent  spectral  resolution. 

1.1.  Detector  Design 

Figure  1  shows  the  first  liquid  xenon  prototype  developed  at  Columbia,  using 
the  successful  design  of  the  imaging  gas  scintillation  proportional  counter  (IGSPC). 

A  pill-box  shaped  cell,  filled  with  high  purity  xenon,  absorbs  incident  7-rays 
entering  through  a  250/tm  thick  stainless  (^S)  window  and  convei  ts  each  or.e 

into  several  tens  of  thousands  of  UV  photons  and  primary  electron-ion  pairs.  The 
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electrons  drift  in  a  7.5mm  deep  region  defined  by  the  SS  entrance  window  held  at 
ground  potential  and  a  85%  transparent,  SS  etched  mesh  held  at  Vc  ~  lkV  toward  a 
high  field  region.  The  electrons  are  accelerated  in  the  high  field  regions  surrounding 
a  5cm  diameter  plane  of  10/im  diameter  gold-plated  tungsten  anode  wires  spaced 
2mm  apart  and  held  at  a  potential  of  Va.  They  gain  sufficient  energy  to  excite 
other  xenon  atoms  to  emit  UV  photons.  A  second  SS  mesh  defines  the  bottom  of 
the  ±5mm  deep  excitation  region.  The  electrons  axe  collected  on  the  thin  anode 
wires  and  processed  by  a  charge-sensitive  preamplifier.  The  photons  escape  through 
two  UV  transparent,  10cm  diameter,  quartz  windows  and  are  absorbed  in  a  second 
stage  detector  -  a  photomultiplier  tube  (PMT)  or  a  multiwire  proportional  counter 
(MWPC)  filled  with  tetrakis  (dimethylamino)  ethlene  (TMAE)  and  argon  gas. 


Figure  1.  Schematic  of  the  liquid  xenon  test  cell. 


The  lower  quartz  disk  also  forms  the  window  for  the  MWPC  below  (Fig.  2). 
The  MWPC  is  a  20  x  20  x  2.5cm  aluminum  box  filled  with  TMAE,  plus  argon  and 
a  quench  gas.  Each  UV  photon  ejects  a  photoelectron  from  a  TMAE  molecule. 
These  electrons  drift  in  a  low  field  region  defined  by  a  grounded  SS  mesh  located  on 
the  lower  surface  of  the  calcium  flouride  window  and  a  cathode  wire  plane  located 
11mm  below,  held  at  ground  potential.  The  cathode  plane  is  made  from  63pm 
diameter  silver-plated  beryllium  copper  wire  set  at  0.55mm  pitch  on  a  15cm  span. 
These  wires  axe  grouped  together  into  20  sets  of  14  wires  each.  The  photoelectrons 
are  accelerated  through  the  cathode  plane  toward  a  HV  anode  plane  located  6mm 
away.  The  anode  wire  plane  is  made  from  20/im  diameter  gold-plated  tungsten 
wire  set  at  2mm  pitch.  A  lower  cathode  plane,  with  wires  set  orthogonal  to  the 
wires  on  the  upper  cathode  plane,  defines  a  total  active  region  of  23mm  depth.  The 
avalanching  electrons  are  collected  on  the  anode  wires  while  the  ions  are  collected  on 
the  cathode  wires.  Large  charge  pulses  are  induced  on  the  crossed  cathode  planes. 
Spatial  information  is  obtained  by  calculating  the  two-dimensional  centroid  of  the 
charge  distribution  sensed  by  the  grouped  cathode  wires.  Energy  information  may 
be  obtained  by  collecting  the  electrons  in  a  charge  sensitive  preamplifier  attached 
to  the  anode  plane  or  by  summing  the  cathode  signals. 
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Figure  2.  A  scaled  diagram  of  the  prototype  imaging  liquid  xenon  counter  -  shown  with  a  TMAE 
MWPC  as  the  second  stage  detector.  Alternatively  a  PMT  may  be  used. 


Since  at  1  atm  the  liquid  phase  of  xenon  extends  from  approximately  162K  to 
165K  (see  Fig.  3),  a  precise  temperature  controlled  cooling  unit  is  necessary.  The 
cooling  system  designed  and  tested  for  the  first  LXe  prototype  is  shown  in  Fig.  2. 


Temperature  (K)  - 


Figure  3.  Pressure  and  density  (liquid)  versus  temperature  plot  for  xenon.  Triple  Point  temperature 
=  161.391  K,  pressure  =  612.2  torr,  density  (liquid)  =  2.96  gm/cm3,  and  density  (gas)  =  8.18  mg/cm3. 


The  front  cell  is  surrounded  by  a  freon  bath  which  is  cooled  and  solidified  by 
liquid  nitrogen,  and  thermally  isolated  from  the  outside  world  by  a  vacuum  insu¬ 
lation  layer.  Solid  freon  gives  a  convenient  and  accurate  way  of  maintaining  the 
liquid  xenon  at  162K,  but  requires  extreme  care  in  insuring  the  vacuum  integrity 
of  the  liquid  xenon  cell,  since  freon  is  extremely  electronegative.  The  freon  is  kept 
in  a  30cm  diameter  by  10cm  deep  SS  cryostat  large  enough  to  accomodate  a  15cm 
diameter  by  5cm  deep  liquid  xenon  cell  and  copper  cooling  coils  circulating  liquid 
nitrogen.  An  aluminum  plate  and  styrofoam  layer  electrically  isolates  and  thermally 
insulates  the  top  of  the  cryostat.  A  radioactive  source  can  be  inserted  through  the 
top  insulation  to  ascertain  the  detection  of  7-rays  and  removed  to  check  the  back¬ 
ground  level.  Temperature  sensors  outside,  and  pressure  sensors  inside  the  xenon 
cell  monitor  the  thermodynamic  state  of  the  xenon.  A  Macintosh  microcomputer 
monitors  these  temperatures  and  pressures,  and  operates  the  solenoid  valves  which 


control  the  liquid  nitrogen  level  and  flow  rate. 


1.2.  Electronics 

Three  low-noise,  charge-sensitive  preamplifiers  are  used  to  process  the  charge 
signals  from  the  xenon  test  cell:  one  each  attached  to  the  front  cathode,  anode,  and 
back  cathode  planes.  The  preamplifiers  are  located  some  distance  from  the  counter 
and  suffer  from  ~  2000e~  (FWHM)  of  noise.  Charge  signals  are  operated  in  coin¬ 
cidence  with  each  other  and  the  signal  from  the  second  stage  to  minimize  spurious 
background  events.  Each  of  the  signals  is  then  passed  into  a  pulse  shape  analyzer 
which  outputs  a  voltage  signal  proportional  to  the  signal  rise  times.  The  pulse 
height  and  rise  time  information  axe  then  passed  into  analog  to  digital  convertors 
(ADC)  which  displays  the  spectra. 

A  voltage  amplifier  processes  the  signal  from  the  high-gain,  UV  sensitive  PMT, 
initially  used  as  second  stage  detector. 

1.3.  Purification  System 

An  important  prerequisite  for  the  devlopment  of  a  liquid  rare  gas  detector, 
aiming  at  good  energy  and  spatial  resolution,  is  the  ultra  high  purity  of  the  liquid. 
A  total  concentration  below  few  parts  per  billion  (ppb)  of  electronegative  impurities, 
such  as  O2,  CO2,  CO,  H2O,  hydrocarbons  and  fluorocarbons,  is  required  to  minimize 
the  capture  probability  of  free  conduction  electrons,  with  consequent  reduction  of 
the  total  charge  signal  and  hence  resolution.  For  the  detection  of  a  scintillation 
signal  in  liquid  rare  gases,  the  purity  of  the  liquid  is  less  critical  although  substantial 
absorption  of  the  UV  light  is  expected  for  concentrations  of  complex  compounds, 
expecially  hydrocarbons,  at  the  level  of  several  hundreds  of  ppb. 

The  purification  system  that  was  developed  for  the  liquid  xenon  proportional 
scintillation  counter  is  shown  in  Fig.  4. 
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Figure  4.  A  scaled  diagram  of  the  prototype  imaging  liquid  xenon  counter,  shown  with  complete 
liquefaction  and  purification  system. 
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1.4.  Results 

Many  parameters  of  this  first  liquid  xenon  prototype  were  tested  initially  using 
a  1  -  3  atm  of  xenon  gas.  At  low  high  voltages,  ~  lkV,  the  PMT  detected  a 
weak  light  signal  with  ~  100ns  rise  time  corresponding  to  primary  scintillation 
photons.  We  estimate  that  geometric  factors  (16%ft  =  l.lsr),  quartz  windows 
(36%  =  0.6  x  0.6),  and  photocathode  efficiencies  (20%)  yield  a  net  efficiency  of 
~  1%  -  i.e.  ~  5  UV  photons  for  each  11.5  keV  depositied  in  the  xenon  gas.  As  we 
increased  the  HV,  we  began  to  detect  secondary  scintillation  photons  with  ~  2/rs 
rise  times.  The  light  gain  increased  with  HV.  At  even  higher  HV,  we  detected  an 
electron  signal  with  ~  2ps  rise  times.  The  charge  gain  increases  exponentially  with 
HV. 

A  typical  electron  pulse  height  spectrum  obtained  by  a  counter  filled  with 
3  atm  of  xenon  tested  with  a  153Cd  radioactive  source  is  shown  in  Figure  5.  The 
energy  resolutions  obtained,  28%  (FWHM)  for  the  11.5  keV  line,  is  worse  than 
typical  proportional  counter  resolutions  due  to  imperfections  in  the  HV  grids,  poor 
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coilimation  of  the  7-rays,  and  the  lack  of  a  sufficiently  deep  absorption-drift  region. 
The  light  signal  from  the  PMT  yielded  very  similar  spectrum  with  somewhat  better 
energy  resolutions  at  lower  HV  where  charge  gain  fluctuations  are  less  important. 
Depending  on  the  purity  of  the  gar  and  cleaniness  of  the  detector  cell,  the  charge 
gain  degraded  ~  5%  —  30%  per  day. 


Figure  5.  Pulse  height  spectrum  recorded  for  7- 
ray  photons  from  a  135Gd  radioactive  source  ab¬ 
sorbed  by  3-atm  of  xenon. 

Results  obtained  with  a  137Cs  radioactive  source  in  the  liquid  xenon  counter 
operated  in  the  ionization  and  scintillation  modes  are  shown  in  Fig.  6. 

Operating  with  Va  ~  lkV  we  detected  fast  rising  (~  100  ns)  primary  scintilla¬ 
tion  photons  with  a  high  gain  PMT  (Fig.  6).  However,  the  signals  we  detected  were 
much  lower,  and  the  energy  resolution  1  luch  worse,  than  what  we  expected.  662 
keV  7-rays  from  a  137  Cs  radioactive  source  should  produce  42,000  electron-ion  pairs 
and  a  similar  number  of  UV  photons  in  liquid  xenon.  The  xenon  gas  measurements 
suggest  that  we  should  be  able  to  detect  these  662  7-rays  with  ~  20%  (FWHM) 
resolution.  However,  we  could  not  resolve  this  line  above  the  Compton  continuum 
and  background.  The  approximately  exponential  spectra  we  measured  correspond 
to  ~  100%  (FWHM)  energy  resolution  (Fig.  6).  At  higher  HV,  Va  ~  4kV,  we  de- 
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Figure  6.  Puke  height  response  of  liquid  xenon  detector  to  7-rays  from  137Cs  radioactive  source. 
The  puke  height  spectrum  from  the  charge  preamplifier  for  source  compared  with  no  source  is  shown 
on  the  left;  the  pulse  height  spectrum  from  the  PMT  for  source  compared  with  no  source  is  shown 
on  the  right. 

tected  a  larger  amplitude,  slower  rising  (~  2/rs)  light  signal  and  a  significant  charge 
signal.  Unfortunately,  the  energy  resolution  of  the  light  signal  did  not  improve  with 
increased  HV.  The  charge  signal,  while  10  times  higher  than  the  electronic  noise 
level  of  ~  2000e~  (FWHM),  did  not  yield  any  better  energy  resolution.  We  calcu¬ 
late  that  we  should  detect  662  keV  photons  with  6%  (FWHM)  energy  resolution. 
We  observed  exponential  spectra  wHh  a  maximum  pulse  height  equal  to,  but  often 
less  than  half  of  what  we  expected.  At  Va  <  5kV,  the  counter  failed  to  operate 
reliably  with  the  10/xm  tiingsten  anode  wires  breaking  quite  often. 

Two  main  reacons  have  been  responsible  for  the  poor  performance  of  this  first 
prototype  liquid  xenon  proportional  counTr. 

The  first  is  associated  to  inadequate  purification  of  the  liquid  xenon,  coupled 
with  the  technical  problem  of  reliable  seals  between  the  quartz  windows  and  the 


SS  detector  body.  Substantial  deterioration  of  the  liquid  purity  was  caused  by 
temperature-dependent  leaks  in  the  detector,  due  to  the  failure  of  the  indium  seal 
used  between  SS  and  quartz.  The  presence  of  even  a  tiny  leak  during  the  detector 
cooling  from  room  temperature  to  ~  162K  has  an  enormous  effect  on  the  perfor¬ 
mance  given  the  highly  electronegative  freon  bath  used. 

The  second  critical  element  in  this  initial  development  is  associated  with  the 
electric  field  geometry  and  electrical  breakdown  due  to  surface  irregularities  on  the 
HV  grid  wires.  The  anode  grids,  made  individually  by  hand,  had  to  satisfy  many 
requirements,  often  conflicting  with  each  other.  They  had  to  be  made  strong  enough 
to  withstand  electrostatic  stress  and  multiple  thermal  cycles.  In  addition,  the  wire 
spacing  had  to  be  extremely  uniform  to  insure  uniform  light  and  charge  collection. 

These  and  other  technical  challenges  experienced  in  the  first  phase  of  the 
project  resulted  however  into  an  important  learning  process  which  culminated  with 
the  improved  chamber  designs  and  xenon  purification  system  developed  during  the 
second  phase  of  the  development. 

2.0.  The  Liquid  Xenon  Imaging  Ionization  Chamber  Approach 

During  the  second  phase  of  the  project  under  ONR  contract  N00014-86-C-0086 
we  worked  on  finding  appropriate  solutions  to  the  technical  problems  experienced  in 
the  first  period,  especially  with  respect  to  effective  purification  methods  for  xenon 
and  to  chamber  stability  under  high  voltages. 

Further,  we  initiated  systematic  studies  of  the  basic  properties  of  liquid  xenon, 
using  both  its  characteristics  as  ionization  material  and  as  fast  scintillator.  These 
studies  have  led  us  to  the  choice  of  a  liquid  xenon  imaging  chamber  operated  in 
the  ionization  mode,  triggered  by  the  scintillation  light,  to  provide  both  the  energy 
of  the  incident  radiation  with  excellent  resolution,  as  well  as  the  incident  direction 
with  accurate  angular  resolution. 

Experimental  results  in  both  liquid  argon  and  xenon  have  been  published  in 
refereed  journals  and  presented  at  several  international  conferences.  In  the  following 


we  will  summarize  these  developments,  for  a  more  detailed  description  we  refer  to 
the  articles  attached  with  this  final  report. 


2.1.  Detector  Design 


Several  prototype  liquid  xenon  ionization  chambers  were  built  and  tested  during 
this  period,  using  various  radioactive  sources  or  cosmic  rays. 

Figure  7  shows  a  typical  gridded  type  ionization  chamber  designed  for  studies  of 
ionization  yield  find  energy  resolution  of  electrons  and  gamma-rays  in  liquid  xenon. 
Two  solid  SS  disks  form  the  cathode  and  anode.  An  electroformed  nickel  mesh 
is  used  as  screening  grid,  below  the  anode.  For  measurements  with  o-particles,  a 
parallel  plate  configuration  was  used.  Details  of  this  chamber  design  can  be  found 
in  references  [1,2]. 
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Figure  7.  Schematic  cross  section  of  the  gridded  ionization  chamber. 

Gamma-rays  interacting  with  the  sensitivie  volume  of  the  chamber  produce 
secondary  particles  b>  photoabsorption,  Compton  scattering,  or  pair  production. 
These  charged  particles  will  dissipate  their  energy  by  ionization  and  excitation  of 
the  liquid  xenon,  creating  a  large  number  of  electron-ion  pairs  along  their  trajectory, 


as  well  as  scintillation  photons.  Under  the  influence  of  an  external  electric  field,  the 
ionization  electrons  which  escape  recombination  with  the  positive  ions  and  which 
are  not  trapped  by  impurities  will  drift  from  their  point  of  creation  towards  the 
anode.  The  total  ionizing  event  can  be  measured  from  the  induced  charge  signal 
on  the  collector.  For  the  signal  to  be  truly  proportional  to  the  total  energy  of  the 
ionizing  event,  a  shielding  grid  is  necessary.  To  obtain  also  the  spatial  development 
of  the  event,  the  anode  can  be  substituted  with  a  complex  structure  of  orthagonal 
wire  planes  or,  more  simply  with  a  segmented  anode. 

The  X  and  Y  information  is  extracted  from  the  location  of  the  induced  signals 
on  the  sensing  elements.  The  third  coordinate,  parallel  to  the  electric  field,  is 
deduced  with  the  known  electron  drift  velocity  from  the  measured  drift  time,  as 
referenced  to  the  event  starting  time  to.  Thus  a  complete  3-dimensional  event 
image  is  realized. 

Since  liquid  xenon  is  an  excellent  scintillator,  the  detection  of  the  primary 
scintillation  light  with  its  fast  decay  constant,  can  be  used  to  indicate  the  start 
time  <o  of  an  event. 

2.2.  Xenon  Purification  System  and  Purity  Monitor 

Impurities  in  the  filling  liquid  come  generally  from  the  gas  composition  it¬ 
self,  from  outgassing  of  materials  and  from  external  leaks.  An  efficient  gas  han¬ 
dling/purification  system  designed  according  to  high  vacuum  standards  and  the 
choice  of  “clean”  bakeable  materials  is  a  necessary  prerequisite  for  the  successful 
operation  of  a  liquid  ionization  chamber.  A  total  concentration  of  impurities  as 
low  as  a  few  parts  per  billion  (ppb)  is  required  to  keep  the  ionization  electrons  free 
to  drift  over  large  distances  under  the  effect  of  an  external  field.  We  have  tested 
different  purification  techniques,  combining  both  active  and  passive  absorbers.  The 
system  shown  in  Fig.  8  was  designed  and  tested  to  give  consistently  less  than  1  ppb 
O2  equivalent  impurities  concentration  in  liquid  argon  (LAr).  We  used  LAr  in  the 
initial  phase  of  the  purifications  tests  because  of  its  much  better  known  physical 


properties  in  comparison  with  liquid  xenon  (LXe)  and  its  cheaper  cost.  An  analysis 
of  the  pulse  shape  of  the  ionization  signals  induced  by  cosmic  rays  in  LAr,  yields 
directly  the  purity  level  of  less  than  1  ppb.  The  application  of  the  same  system 
to  the  purification  of  xenon  resulted  to  be  not  adequate  to  yield  the  desired  purity 
level.  Compared  to  argon,  xenon  is  much  more  difficult  to  purify.  The  oxygen 
attachment  cross  section  in  LXe  is  higher  than  in  LAr  and  the  higher  temperature 
of  ~  162  K  at  1  atm  as  compared  to  ~  87  K  for  LAr  allows  more  impurities  to  be 
in  solution.  It  is,  however,  the  removal  of  non-oxygen  like  substances  which  rep¬ 
resents  the  most  serious  challenge  in  the  xenon  purification,  especially  since  their 
attachment  probability  is  found  to  increase  with  increasing  drift  field  strength.  The 
purification  system  was  modified  for  the  xenon  operation  and  the  set-up  is  shown 
in  Fig.  9. 
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Figure  8.  Schematic  drawing  of  the  gas  handling  and  purification  system  for  LAr. 
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Figure  9.  Schematic  drawing  of  the  gas  handling  and  purification  system  for  LXe. 

The  commercial  xenon  gas  used  was  the  research  grade  type  with  the  following 
impurity  specification:  H2O  <  0.5  ppm,  O2  <  1.0  ppm,  C„Hm  <  0.5  ppm,  N2  <  3.0 
ppm,  Kr  <  15  ppm,  CO2  <1.0  ppm  and  H2  <  2.0  ppm,  where  ppm  stands  for 
parts  per  million.  From  the  standard  gas  bottles,  the  xenon  was  transferred  into 
a  stainless  stell  high  pressure  cylinder.  With  a  volume  of  3.78  liters,  the  cylinder 
contained  the  xenon  gas  with  a  pressure  of  54  atm,  corresponding  to  620  cm3  of 
liquid.  Before  storing  the  gas,  the  reservoir  was  ultrasonically  cleaned,  evacuated 
and  baked  at  200°  C  for  24  hours.  The  ultimate  out  gas  rate  of  the  reservoir  was 
better  than  1.0  x  10~9  torr  •  liter/sec. 

The  xenon  gas  was  purified  in  the  following  sequence.  First  it  was  passed 
through  a  commercial  oxisorb,  to  remove  the  buk  of  oxygen  below  0.1  ppm  by 
chemisorption  on  a  highly  active  metallic  surface.  The  oxisorb  also  reduces  water 


From  the  oxisorb  the  gas  is  passed  through  a  molecular  sieve  trap  filled  with 
approximately  one  kilogram  of  4A  type  synthetic  zeolites,  in  the  form  of  pellets. 
The  action  of  this  passive  adsorber  is  to  remove  molecules  with  an  effective  diameter 
less  than  4  angstroms,  including  water,  CO2  and  light  hydrocarbons.  We  purposely 
renounced  the  use  of  13X  type  molecular  sieves  because  of  the  substantial  adsorption 
of  xenon  gas,  in  this  size  zeolites  (about  200  g/1  kg  of  sieves  at  1  atm  and  25°C). 
The  sieve  trap  was  operated  at  room  temperature.  The  last  stage  of  purification 
was  performed  with  two  high  temperature  getters.  The  first  getter  uses  an  alloy 
of  (Zr-V-Fe)  and  active  elements.  Among  the  impurities  removed  are:  H2O,  H2, 
O2,  N2,  CO,  CO2,  CH4,  NOx,  NH3,  CF4,  CC£,  SiH4  and  light  hydrocarbons.  The 
second  getter  containing  an  alloy  of  (Zr-Fe),  is  used  to  remove  H2  which  may  diffuse 
out  from  the  first  getter. 

The  gas  system  did  not  include  a  continuous  circulation  of  the  gas  through  the 
purifiers.  We  found  that  approximately  four  cycles  of  purification  with  the  sequence 
described  above,  were  necessary  to  clean  the  gas  to  the  desired  level. 

The  purification  system  along  with  the  gas  filling  and  recuperation  fines,  was 
built  with  stainless  stell  tubing  and  the  connections  were  either  welded  or  made 
with  high  vacuum  fittings.  The  valves  used  were  all  metal,  bakeable  ones. 

After  initial  cleaning  and  assembly,  the  system  was  baited  under  vacuum  for 
several  weeks  and  was  always  kept  under  vacuum  between  each  measurement,  except 
for  the  oxisorb  which  was  kept  under  xenon  pressure.  To  activate  the  molecular 
sieve  trap,  after  the  initial  filling  with  the  pelletts,  a  temperature  of  350°C  under  a 
good  vacuum  was  maintained  for  several  weeks.  In  between  rims  the  sieve  trap  was 
regenerated  by  baiting  at  350°C  for  72  hours  under  a  vacuum  of  10-7  torr. 

Before  each  gas  filling,  both  getters  were  activated  at  350°C  for  2  hours.  After 
the  activation,  the  first  and  the  second  getter  were  maintained  at  the  operational 
temperature  of  500° C  and  150°C,  respectively  for  the  whole  period  of  detector 
filling. 

Typical  outgassing  rate  of  the  system  and  the  chamber  was  better  than  10-8 


torr  •  liter/sec. 

After  purification  as  described  above,  the  xenon  gas  was  liquefied  in  the  cham¬ 
ber  by  surrounding  it  with  an  open  bath  of  Freon-11  at  dry  ice  temperature  (195 
K).  This  choice  provided  a  practical  and  reliable  way  to  maintain  a  constant  liquid 
xenon  temperature.  Since  the  vapor  pressure  of  xenon  at  dry-ice  temperature  is 
about  4  atm,  the  pressure  of  the  gas  has  to  exceed  this  value  to  condense.  We 
passed  the  gas  through  the  purifiers  with  about  5  atm  of  pressure.  Under  a  typi¬ 
cal  gas  flow  rate  of  about  2  liters/min,  it  took  approximately  2.5  hours  to  fill  the 
chamber.  The  entire  system  was  built  to  whitstand  pressures  on  the  order  of  10 


After  each  measurement  the  xenon  from  the  chamber  was  recollected  to  the 
original  stainless  steel  reservoir  kept  at  liquid  nitrogen  temperature.  With  this 
purification  system  we  have  measured  that  liquid  xenon  with  <  0.3  ppb  (oxygen 
equivalent)  is  obtained.  The  purity  monitor  used  for  the  measurements  of  the 
electron  lifetime  in  LXe  before  capture  by  impurities  is  shown  in  Fig.  10. 
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Figure  10.  The  purity  monitor  used  for  the  measurements  of  the  electron  lifetime  in  LXe. 
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From  these  measurements  we  have  also  obtained  results  on  electron  drift  ve¬ 
locity  and  low  field  electron  mobility  in  LXe  at  the  temperature  of  195  K,  at  which 
the  xenon  gas  was  condensed. 

These  results  are  very  encouraging  toward  the  reliable  application  of  the  xenon 
purification  system  developed  at  Columbia  to  the  final  goal  of  a  large  area/volume 
detector.  Although  the  problem  of  purifying  xenon  from  oxygen-like  impurities 
has  been  solved,  further  studies  will  be  needed  to  identify  and  remove  other  types 
of  electronegative  substances,  which  can  still  limit  the  maximum  charge  signal  in 
liquid  xenon.  Results  from  the  work  on  the  purification  of  LAr  and  LXe  have  been 
published  in  references  1,  2,  5,  and  8. 

2.3.  Results 

2.3.1.  Energy  Resolution 

The  theoretical  energy  resolution  of  a  liquid  xenon  ionization  chamber  is  ex¬ 
pected  to  be  similar  to  that  of  a  Ge(Li)  detector  from  the  viewpoint  of  statistical 
fluctuations  in  the  total  number  of  charge  carriers  produced.  The  two  materials 
have,  in  fact,  a  similar  WF  product  where  W  is  the  average  energy  to  create  an 
electron-ion  pair  and  F  is  the  Fano  factor.  The  ultimate  Fano  limited  energy  res¬ 
olution  A  E/E  =  2.35a/j FW/  E  is  based  on  the  assumption  that  the  total  number 
of  liberated  charges  is  collected  in  a  liquid  ionization  chamber.  Charge  carriers  are 
however  lost  through  electron-ion  recombination,  attachment  to  electronegative  im¬ 
purities  and  trapping  by  the  shielding  grid.  While  the  last  two  effects  can  be  more 
easily  minimized  by  an  effective  purification  system  and  by  an  optimized  detector 
geometry,  the  effect  of  electron-ion  recombination  dominates  in  high  density  media 
and  is  more  difficult  to  overcome  in  practical  situations.  Furthermore,  a  complete 
model  of  the  recombination  process  does  not  exist,  and  only  more  data  on  its  de¬ 
pendence  on  both  electric  field  and  ionization  density  will  allow  a  more  realistic 
picture  of  the  complex  mechanism  of  electron  transport  in  noble  liquids. 


In  this  respect  the  detailed  measurements  of  the  Columbia  group  carried  out 
within  the  DARPA  funded  development  represent  a  major  contribution  to  a  better 
understanding  of  the  basic  factors  influencing  the  spectral  performance  of  LAr  and 
LXe  detectors.  The  electric  field  dependence  of  the  collected  charge  and  the  energy 
resolution  of  fast  electrons,  gamma- rays  and  alpha  particles  has  been  systematically 
measured  in  LAr  and  LXe,  purified  with  the  systems  described  above.  Figures  11 
and  12  show  typical  energy  spectra  measured  in  LAr  and  LXe  with  electrons  and 
7-rays  from  a  207Bi  or  241  Am  radioactive  source.  The  intrinsic  energy  resolution  of 
26  keV  (FWHM)  for  1  MeV  electrons  in  LAr  and  of  34  keV  (FWHM)  for  570  keV  7- 
rays  in  LXe  is  the  best  reported  so  far  in  the  literature  and  is  much  better  than  that 
achievable  with  NaI(T£).  It  is  however  still  far  from  the  theoretical  prediction  based 
on  the  Fano  factor.  To  explain  this  discrepancy  we  have  modified  the  assumptions 
of  the  recombination  model  generally  used  to  interpret  the  saturation  character¬ 
istics  of  the  charge  yield  as  a  function  of  electric  field,  to  include  the  production 
of  low  energy  delta-electrons  along  the  primary  ionizing  particle’s  track.  Statisti¬ 
cal  fluctuations  associated  with  the  high  rate  of  recombination  between  electrons 
and  ion  pairs  produced  on  the  heavily  ionizing  delta-electron  tracks,  dominate  the 
observed  energy  resolution  much  more  than  fluctuations  associated  with  the  Fano 
factor.  This  hypothesis,  consistent  with  our  data,  has  provided  for  the  first  time  a 
good  explanation  of  the  limited  energy  resolution  results  in  noble  liquid  detectors. 
Three  publications  have  been  the  subject  of  this  work  by  the  Columbia  group  (Ref. 
1,  2,  5). 

2.3.3.  Photosensitive  Dopants 

The  influence  of  the  recombination  process  on  the  maximum  energy  resolution 
achievable  in  an  ionization  device  cannot  be  stopped  completely,  but  increasing  the 
electric  field  or  equivalently  increasing  the  electron  mobility  would  highly  reduce  its 
rate.  A  more  practical  and  effective  way  to  recover  the  charge  lost  to  recombination 
is  however  by  doping  the  pure  liquid  with  photosensitive  molecules  which  have  an 
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Figure  12.  Energy  spectrum  of  207Bi  electrons  in  liquid  xenon. 
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ionization  potential  lower  than  the  energies  of  the  UV  scintillation  photons  emitted 
during  the  recombination  process.  These  molecules  may  then  be  ionized  by  the  pho¬ 
tons,  producing  additional  ion  pairs.  An  increase  in  the  number  of  charges  collected 
and  a  corresponding  improvement  in  energy  resolution  is  therefore  expected.  In  an 
attempt  to  improve  the  observed  resolution  in  LAr  we  carried  out  measurements 
of  o-particles  charge  yield  in  argon  doped  with  various  concentrations  of  allene 
(C3H4),  one  of  the  most  efficient  photosensitive  dopants  investigated  so  far  for  LAr. 
A  substantial  increase  in  the  amount  of  charge  collected  through  photoionization 
was  observed,  which  greatly  improved  the  resolution  on  the  energy  of  the  incident 
a-particles  (Ref.  3). 

The  effect  was  less  dramatic  in  the  case  of  fast  electrons,  due  to  their  much 
reduced  ionizing  power  with  respect  to  a-particles.  The  use  of  non  purified  dopant 
presented  the  further  problem  of  contaminating  the  pure  liquid.  We  found  that  even 
a  small  amount  of  non  purified  allene  in  a  pure  liquid  argon  sample,  irradiated  with 
fast  electrons,  actually  decreased  the  total  collected  charge  because  of  attachment 
problems.  Measurements  with  prepurified  organic  dopants  should  be  part  of  any 
future  research  which  aims  at  improving  the  energy  resolution  of  LAr  and  LXe 
detectors. 

2.3.4.  Scintillation  Light 

The  fast  primary  scintillation  light,  abundantly  produced  in  the  LXe  by  an 
ionizing  event  is  ideal  for  event  triggering.  The  excellent  scintillation  efficiency 
of  LXe,  comparable  to  that  of  Nal(T^),  but  with  shorter  decay  constants  is  well 
established.  The  UV  nature  of  these  scintillation  photons  (~  170^m)  requires  the 
use  of  exit  windows  of  CaF2  or  BaF2,  coupled  with  UV  sensitive  PMT’s.  The  use 
of  wavelength  shifters  in  the  LXe  volume  has  to  be  avoided  to  preserve  the  liquid 
purity.  The  strong  dependence  of  the  scintillation  light  on  the  ionization  density  of 
the  event  makes  its  detection  ideal  also  for  background  rejection  purposes. 

In  order  to  detect  the  light  signal  produced  in  LXe  by  an  ionizing  particle,  we 


have  designed,  built  and  tested  a  prototype  scintillating  chamber  equipped  with  a 
CaF2  window  sealed  with  an  indium  wire  to  the  chamber’s  body  and  coupled  with 
a  special  UV  sensitive  PMT  (Fig.  13). 


Figure  13.  Schematic  view  of  the  prototype  scintillation 
chamber  and  the  associated  electronics. 

We  have  been  successful  in  operating  this  chamber  at  LXe  temperature  despite 
the  presence  of  the  indium  sealed  window.  The  scintillation  light  pulse  from  241  Am 
Q'-particles  and  207Bi  electrons,  the  corresponding  charge  signal  and  their  correlation 
was  measured.  Results  shown  in  Figures  14-16  were  published  in  reference  [7]. 

The  design  of  an  optimized  ionization/scintillation  chamber  for  imaging  studies 
has  been  completed  and  is  shown  in  Fig.  17. 

In  order  to  fully  demonstrate  the  imaging  capability  of  a  LXe  instrument,  more 
R&D  efforts  are  needed  given  the  novelty  of  the  field  and  its  complexity. 
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Figure  14.  Scintillation  light  of  241  Am  alpha  particles  in 
liquid  xenon  (a)  without  and  (b)  with  an  applied  electric 
field  of  7.9  kV/cm  (500  mV/div.,  5  nsec/div.). 


Figure  15.  Scintillation  light  of  207Bi  conversion  electrons 
in  liquid  xenon  (a)  without  and  (b)  with  an  applied  electric 
field  of  2  kV/cm  (10  mV/div.,  20  nsec/div.). 
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Figure  16.  241  Am  energy  spectrum  obtained  from  the  scintillation  in  liquid  xenon  (a)  without  and 
(b)  with  an  applied  electric  field  of  10  kV/cm. 
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Figure  IT.  Schematic  drawing  of  optimized  ionization/scintillation  chamber  for  imaging  studies. 
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A  gridded  ionization  chamber  was  used  to  study  the  energy  resolution  in  liquid  argon  with  electrons  from  a  207Bi  radioactive 
source.  Argon  was  purified  in  the  gas  phase  with  a  simple  and  reliable  system,  capable  of  reducing  the  impurity  level  below  1  ppb  02 
equivalent,  as  inferred  by  a  pulse  shape  analysis  of  the  ionization  signals.  The  electron  spectrum  was  measured  at  different  drift 
fields,  up  to  10.9  kV/cm.  At  this  maximum  field,  a  total  energy  resolution  of  32  keV  (fwhm),  corresponding  to  a  noise-subtracted 
energy  resolution  of  26  keV  (fwhm),  was  obtained  for  the  976  keV  conversion  electron  line.  This  value  is  the  best  reported  so  far  in 
liquid  argon  but  is  still  a  factor  of  seven  worse  than  the  theoretical  limit  set  by  the  Fano  factor.  The  reasons  for  this  discrepancy  are 
discussed. 


1.  Introduction 

Liquid  rare  gases,  especially  argon  and  xenon,  have 
properties  which  make  them  very  interesting  media  for 
radiation  detectors  (table  1).  The  high  atomic  number 
and  the  high  density  of  liquid  xenon  (LXe)  make  it 
particularly  well  suited  for  gamma-ray  detection,  with 
an  efficiency  comparable  to  that  of  Csl  (Tl).  The  energy 
resolution  in  the  ionization  mode  is  theoretically  limited 
by  the  Fano  factor  [1J,  which  expresses  the  degree  of 
statistical  fluctuations  in  the  number  of  electron-ion 


Table  1 

Properties  of  argon  and  xenon 


Property 

Argon 

Xenon 

Unit 

Atomic  number 

18 

54 

Atomic  weight 

39.95 

131.3 

g/mol 

Boiling  point 

-  185.9 

-  109.1 

°C 

Melting  point 

-189.4 

-111.8 

~C 

Density  (1  bar,  15°C) 

1.6689 

5.517 

kg/m3 

T 

4  critical 

-122.43 

16.59 

°C 

p 

1  critical 

48.65 

58.40 

bar 

Properties  of  liquids 

Volume  ratio 

784.0 

518.9 

(gas/liquid) 

Vap.  enthalpy 

163.4 

99.3 

i/% 

Density 

1.4 

3.06 

g/cm1 

cd  at  1  kV/cm 

2.2 

2.4 

mm/gs 

Mobility 

525 

2000 

cm2  V "  1  s"  1 

Radiation  length 

13.5 

2.6 

cm 

Upvalue 

23.6 

15  6 

eV /pair 

(0E/ti  v  |„„„ 

2.2 

3.9 

MeV/cm 

Fano-factor 

0.11 

0.041 

WF 

2.54 

0  64 

eV 

pairs  produced  in  the  liquid  by  the  ionizing  radiation. 
For  xenon  the  calculated  Fano  factor,  F—  0.041,  and 
the  measured  average  energy  to  create  an  ion  pair, 
W  =  15.6  eV,  give  a  product  WF  =  0.64,  comparable  to 
a  product  of  0.61  for  germanium.  The  ultimate  energy 
resolution  (fwhm)  is  predicted  to  be  2  keV  for  LXe  and 
4  keV  for  liquid  argon  (LAr)  at  1  MeV  [2[.  Among  the 
several  measurements  in  LAr  and  LXe  [3-10]  reported 
in  the  literature  so  far,  the  best  experimental  energy 
resolution,  both  in  argon  [6]  and  in  xenon  [8,10],  is  still 
far  from  the  theoretical  limits.  The  factors  which  con¬ 
tribute  most  to  the  degradation  of  the  energy  resolution 
of  a  gridded  ionization  detector  are:  (a)  charge  loss 
mechanisms  such  as  recombination  between  electrons 
and  positive  ions,  attachment  of  free  electrons  to  elec¬ 
tronegative  impurities,  and  electron  trapping  by  the 
grid;  (b)  electronic  noise.  Backscattering  in  the  source 
material,  variation  of  pulses  rise  time,  and  imperfect 
grid  shielding  will  add  much  smaller  terms  to  the  mea¬ 
sured  energy  resolution. 

In  order  to  understand  the  influence  of  these  limiting 
factors  on  the  energy  resolution  achievable  with  liquid 
detectors,  we  have  built  a  gridded  ionization  chamber  to 
be  used  for  energy  resolution  measurements  with  elec¬ 
trons  and  alpha  particles  in  both  LAr  and  LXe.  In  this 
paper  we  present  the  results  obtained  so  far  in  LAr  with 
the  electron  source. 

2.  Detector  system  design 

2.1.  Detector 

A  schematic  view  of  the  detector  is  shown  in  fig.  1.  It 
is  a  gridded  ionization  chamber  with  two  parallel  plates. 


0 1 68-9002/, 87/S03 .50  1  Elsevier  Science  Publishers  B.V. 
(North-Holland  Phvxics  Publishing  Division) 


520 


/.  Aprile  et  al  /  Energy  resolution  studies  of  lAr  ion  is  at  ion  detectors 


TO  GAS  TO  VACUUM 

SYSTEM*  |  PUMP 


Fig.  1.  Schematic  cross  section  of  the  gridded  ionization 
chamber. 


the  anode  and  the  cathode,  separated  by  a  grid.  The 
grid  is  essential  to  obtain  a  position-independent  ioniza¬ 
tion  signal  Since  the  mobility  of  the  positive  ions  is 
several  orders  of  magnitude  lower  than  that  of  the 
electrons,  only  the  drifting  electrons  contribute  to  the 
observed  signal.  The  cathode  and  anode  of  the  chamber 
are  circular  stainless  steel  disks  of  6  cm  and  4  cm 
diameter,  respectively.  The  grid  is  made  out  of  50-fim 
thick  electroformed  nickel  mesh  with  99-pm  wide  lines 
spaced  846-pim  apart,  bonded  on  a  nickel  ring  [11].  The 
anode-grid  and  cathode-grid  separation  could  be  easily 
varied  by  using  ceramic  spacers  of  different  thickness. 
The  data  presented  in  this  paper  were  obtained  with  a 
2.9-mm  spacing  between  anode  and  grid  and  a  6.2-mm 
spacing  between  grid  and  cathode.  With  this  geometry 
the  shielding  inefficiency  of  the  grid,  calculated  accord¬ 
ing  to  Bunemann  [12],  is  4.7%.  The  transparency  to 
drifting  electrons  is  calculated  to  be  100%  when  the 
collection  field  (between  anode  and  grid)  is  at  least  2.1 


times  stronger  than  the  drift  field  (between  grid  and 
cathode).  We  note  however  that  Bunemann's  formulae 
apply  to  grids  made  of  single  wires  of  circular  cross 
section,  and  are  therefore  only  approximate  in  the  case 
of  meshes. 

The  assembled  electrode  structure  is  contained  in  a 
stainless  steel  vessel  of  75-mm  internal  diameter  and 
350-cm3  total  volume.  The  vessel  is  sealed  with  a  copper 
gasket  to  a  stainless  steel  top  flange,  from  which  the 
structure  is  suspended.  The  gas  supply  lines  and  the 
electrical  feedthroughs  are  welded  on  this  top  flange. 

2.2.  Gas  handlin' ;  purification 

A  schematic  drawing  of  the  gas  purification  system 
with  the  rest  of  the  support  system  is  shown  in  fig.  2. 
The  system  is  built  with  ultrahigh  vacuum  techniques, 
using  only  clean  and  bakeable  materials.  The  stainless 
steel  tubing  of  the  gas  system  are  either  welded  or 
connected  with  high  vacuum  fittings,  and  only  metal 
bellow  valves  are  used  [13].  Before  assembly,  each  part 
of  the  whole  system  was  carefully  cleaned  and  the 
closed  system  was  kept  under  vacuum  for  several  days. 
The  vacuum  at  the  ion  pump  was  better  than  10' 8  Torr 
and  the  detector  outgassing  rate  less  than  10'8  Torr  1/s. 
The  purification  system  uses  a  combination  of  active 
and  passive  materials.  Commercial  grade  argon  gas  is 
first  passed  through  an  Oxisorb  purifier  [14],  which 
removes  most  of  the  oxygen  by  chemisorption  on  a 
highly  active  metallic  surface  supported  on  an  inert 
base,  and  some  of  the  water  by  adsorption  on  molecular 
sieve.  After  this  first  stage,  the  gas  flows  through  two 
molecular  sieves  of  the  type  13X  and  4A  [15],  contained 
in  two  separate  1.8  liter  stainless  steel  vessels.  The  sieves 
were  operated  at  dry  ice  temperature,  for  better  adsorp¬ 
tion  efficiency.  This  simple  sequence  is  capable  of  puri¬ 
fying  argon  gas  to  a  level  below  1  ppb  of  02  equivalent, 
as  demonstrated  by  Aprile  et  al.  [16].  The  molecular 
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F  ig  2.  Schematic  drawing  of  the  gas  handling  ami  purification  system 
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Fig.  3.  The  equivalent  noise  charge  (rms)  as  a  function  of  the  drift  field. 
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sieves  were  initially  baked  out  to  200  °C  under  vacuum 
for  several  days.  Generally,  the  vacuum  and  counter 
performance  improved  dramatically  for  the  first  two 
days,  and  gradually  thereafter.  Extended  pumping  be¬ 
yond  a  week  produced  little  improvement.  The  sieves 
were  always  baked  out  under  vacuum  in  between  runs. 

The  purified  argon  gas  was  condensed  in  the  detec¬ 
tor  and  maintained  in  the  liquid  state  by  surrounding 
the  sealed  vessel  with  a  LAr  bath  in  an  open  cryostat. 
The  chamber  requires  274  1  atm  of  argon  gas.  It  was 
filled  with  argon  flowing  through  the  Oxisorb  and  sieves 
at  a  rate  of  about  3.5  1/min.  Slower  rates  were  tried  but 
did  not  yield  improved  performance. 

2.3.  Electronics 

The  charge  signal  collected  on  the  anode  was 
processed  by  a  low-noise  charge-sensitive  preamplifier. 
To  avoid  the  additional  capacitance  of  long  signal  cables 
the  input  FET  and  the  feedback  network  were  mounted 
directly  on  top  of  the  chamber,  in  a  sealed  box  cooled 
by  the  LAr  bath.  The  equivalent  noise  charge  of  the 
preamplifier  was  measured  to  be  -  160  electrons  (rms) 
at  room  temperature  with  a  detector  capacitance  of  17 
pF.  With  the  cooling  bath  around  the  chamber,  the 
noise  level  increased  slightly,  despite  the  cooled  FET, 
mostly  because  of  microphonic  noise  associated  with 
the  bubbling  LAr  in  the  open  dewar.  The  signal  from 
the  preamplifier  was  fed  to  an  Ortec-450  shaping 
amplifier  and  digitized  by  an  ND-65  multichannel 
analyzer. 

The  negative  high  voltage  to  the  cathode  and  to  the 
grid  was  respectively  supplied  by  a  Spellman  (0-20  kV) 
and  a  Power  Design  (0-6  kV)  unit,  both  with  -  0.001  T 
ripple.  For  the  higher  drift  field  data  a  10  kV  Bertan 
unit  was  used  for  the  grid.  A  resistive-capacitive  net¬ 
work,  encapsulated  in  epoxy,  provided  additional  filter¬ 
ing  for  the  power  supplies.  The  noise  level  generally 


increased  with  the  HV  applied  to  the  chamber.  Fig.  3 
shows  the  dependence  of  the  equivalent  noise  charge 
(rms)  on  the  drift  field  strength,  during  a  typical  run. 
The  best  noise  resolution  was  obtained  with  bipolar 
shaping  and  5-jas  differential  and  integral  time  con¬ 
stants. 


Table  2 

Radiation  from  207Bi 


Energy 

[keV] 

Transition 

Relative 

intensity 

10.8 

Pb  L|||— Mv 

50 

13.0 

Pb  L„-M,v 

25 

72.8 

Pb  K-L„ 

1800 

75.0 

Pb  K-L,„ 

3700 

84.9 

PbK-M,,.,,, 

1460 

87.3 

PbK-N,,.,,, 

155 

553.8 

Pb  L, conv 

18 

554.4 

Pb  L||  conv 

20 

556.6 

Pb  L,„  conv 

5 

566.0 

Pb  M  conv 

15 

569.6 

Pb  y 

9775 

Compton 
edge:  408 

897.7 

Pb  y 

12 

975.6 

Pb  K  conv 

719 

1047.8 

Pb  L,conv 

132 

1048.4 

Pb  Lnconv 

3S 

1050.6 

Pb  L„|COnv 

ii 

1060.0 

Pb  M  conv 

59 

1063.6 

Pb  y 

7408 

Compton 
edge:  858 

1442.2 

Pb  y 

13 

1682.2 

Pb  K  conv 

2 

1770.2 

Pb  y 

701 

Compton 
edge:  1546 
Escape 
peaks:  1259 

74S 
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The  calibration  of  the  whole  readout  chain  was  made 
with  a  test  pulse  coupled  with  a  1  pF  capacitor  to  the 
gate  of  the  FET.  The  overall  systematic  uncertainty  on 
the  charge  measurement  is  estimated  to  be  -  1%. 

For  a  measurement  of  the  LAr  purity,  pulse  shape 
analysis  of  the  ionization  signals  was  performed  using  a 
Tektronix  2430  digital  oscilloscope.  For  these  tests  single 
ionization  pulses  from  the  charge  sensitive  preamplifier 
were  recorded,  with  the  decay  time  constant  of  the 
input  stage  set  to  1  ms  to  enable  the  observation  of  very 
long  drift  times. 

2.4.  Radioactive  source 

0.1  /xCi  (7400  disintegrations/s)  of  2g]Bi  was  electro- 
polated  on  a  5-mm  diameter  spot  in  the  center  of  the 
cathode  disk.  ^Bi  is  a  /?+-decay  radioactive  source. 
The  principal  lines  from  the  30-yr  half-life  source  are  2 
nuclear  y-ray  lines  at  Ey  =  569.6,  and  1063.6  keV  plus  a 
weaker  line  at  1770.2  keV.  However  in  a  shallow  argon 
counter,  the  measured  pulse  height  peaks  are  mostly 
due  to  internal  conversion  electrons  at  Ey  —  KBh  =  481.6 
and  975.6  keV,  and  Ey  -  Lab  =  554.4  and  1047.8  keV, 
where  =  88.0  keV  and  Lab  =  15.9,  15.2,  and  13.0 
keV  are  the  K-edge  and  L-edge  energies  of  2g?Pb.  MeV 
electrons  have  a  range  of  about  3  mm  in  argon  and  are 
therefore  completely  adsorbed  in  the  active  detector 
volume,  whereas  the  y-rays  are  not  fully  absorbed.  Pb 
K-fluorescence  photons  and  Auger  electrons  at  -  74.3 
[  K„]  and  -  86.4  keV  [Kp\  are  also  emitted,  and,  in  fact, 
dominate  the  low  energy  spectrum.  Table  2  gives  a 
summary  of  the  major  transitions  and  their  relative 
strengths  expected  from  207  Bi. 

3.  Results 

3.1.  Measurement  of  the  LAr  purity 

Electronegative  impurities  limit  the  energy  resolution 
of  a  liquid  ionization  detector  because  the  drifting  elec¬ 
trons  will  easily  attach  to  such  substances,  with  a  conse¬ 
quent  reduction  of  the  total  collected  charge.  The  at¬ 
tenuation  length,  X  (cm),  defined  as  the  distance  in 
which  the  total  charge  decreases  by  a  factor  of  e,  is 
proportional  to  the  drift  field  E  (kV/cm)  and  inversely 
proportional  to  the  impurity  concentration  p  (ppm  02 
equivalent): 

X  =  aE/p,  (1) 

where  the  trapping  constant  a  has  a  value  of  0.15 
cm2  ppm  kV  1  for  LAr  [11], 

To  measure  the  attenuation  length  is  equivalent  to 
measure  the  attenuation  time  r  =  X/ud,  where  ud  is  the 
electron  drift  velocity.  For  typical  1  kV/cm  drift  fields 
one  would  need  unpractically  long  chambers.  Alterna¬ 


tively,  one  can  reduce  the  applied  field  and  thus  in¬ 
crease  the  drift  time  of  the  electrons.  A  measurement  of 
the  maximum  drift  time  would  then  yield  directly  the 
impurity  concentration.  For  these  tests  cosmic  ray  par¬ 
ticles  traversing  the  whole  chamber  were  used  as  ioniz¬ 
ing  radiation.  The  drift  region  was  set  to  30  mm  and  the 
anode-grid  distance  was  set  to  4.2  mm. 

The  charge  signal  from  a  uniform  track  of  ionization 
in  a  gridded  chamber  filled  with  a  pure  liquid  rises 
linearly  with  time  until  all  electrons  reach  the  anode.  If 
electron  trapping  impurities  are  present  the  pulse  shape 
is  modified  and  can  be  expressed  by 

Q(t)  =  Ne(r/td)(l-e-'/'),  0  (2) 

where  Ne  is  the  total  charge  left  in  the  drift  region  after 
recombination,  fd  is  the  drift  time,  and  r  is  the  attenua¬ 
tion  time.  Eq.  (2)  is  an  approximation  valid  m  the  case 


Fig.  4.  Digital  oscilloscope  pictures  of  ionization  pulses  in  LAr 
from  cosmic  rays  traversing  the  chamber:  (a)  Single  pulse  ai  a 
drift  field  of  900  V/cm.  The  horizontal  scale  is  20  jrs/div.  (b) 
Single  pulse  at  a  drift  field  of  10  V/cm.  The  horizontal  scale  is 
200  jis/div. 
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the  electrons  drift  time  between  the  cathode  and  the 
grid  is  much  longer  than  that  between  the  grid  and  the 
anode. 

By  using  a  waveform  digitizer,  the  shape  of  the 
signals  was  recorded  and  analyzed.  The  drift  field  was 
lowered  below  10  V/cm  and  the  longest  observed  drift 
lime  was  —  800  /as.  Fig.  4  shows  typical  pulses  at  900 
V/cm  and  10  V/cm.  The  observed  electron  lifetime 
corresponds  to  an  impurity  concentration  of  <  1  ppb 
(oxygen  equivalent). 

3.2.  Measured  pulse  height  spectra 

Fig.  5a  shows  the  ^Bi  pulse  height  spectrum  mea¬ 
sured  with  our  LAr  chamber.  The  drift  field  was  10.9 
kV/cm  and  the  collection  field  was  three  times  as  large 
for  maximum  grid  transmission  (see  fig.  6).  A  test  pulse 
is  shown  to  the  right.  Its  width  indicates  a  noise  contri¬ 
bution  of  18.5+0.8  keV  (fwhm).  The  dominant  975.6 
keV  electron  peak  is  visible  with  an  energy  resolution  of 


31.9+  1.4  keV  (fwhm)  -  well  resolved  from  the  1048 
keV  peak.  Two  smaller  peaks  corresponding  to  the 
481.6  and  554.4  keV  electrons  are  also  observed.  Ad¬ 
ditional  broad  features  corresponding  to  the  408  and 
858  keV  Compton  edges  can  also  be  identified.  The 
statistics  is  good  enough  to  suggest  that  the  dominant  L 
transition  for  the  1064  and  570  keV  y-ray  is  L,  and  Lu, 
respectively.  The  heavy  solid  line  in  fig.  5a  incorporates 
6  Gaussians,  two  linearly  varying  baseline  segments 
plus  an  exponential  noise  function  to  fit  the  4  nuclear 
lines  plus  the  two  atomic  lines.  An  intrinsic  resolution 
of  26.0  +  1.6  keV  (fwhm)  at  976  keV,  scaled  as  £1/z  to 
other  energies,  plus  the  18.5  keV  electronic  noise  (fwhm), 
was  found  to  model  the  data  adequately.  Fig.  5b  is  a 
log-linear  plot  of  the  electron  spectrum  recorded  at  the 
same  electric  field  over  20  min  in  order  to  detect  the 
1682  keV  K-conversion  electrons  associated  with  the 
weak  1770  keV  y-ray  line.  The  Pb  K-fluorescence  pho¬ 
tons  are  also  clearly  visible  in  the  low  energy  end  of  the 
spectrum.  The  test  pulse  was  removed  for  this  run. 


0  200  400  600  800  1000  1200  1400  1600 
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Fig.  5  Pulse  height  spectrum  of  the  2i,7Bi  radioactive  source  in  LAr.  The  drift  field  is  10  9  kV/cni.  The  976  keV  electron  peak  is 
visible  with  a  total  energy  resolution  of  32  keV  (fwhm)  A  lest  pulse  with  18.5  keV  (fwhm)  of  electronic  noise  is  shown  to  the  right, 
the  heavy  solid  line  is  the  best  Gaussian  fit  to  the  data,  (a)  Counts  versus  electron  energy,  (b)  log  counts  versus  electron  energy  for 

the  same  spectrum  accumulated  over  20  min. 
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Fig.  6.  Pulse  height  of  the  976  keV  electron  peak  as  a  function  of  the  ratio  of  collection  field  to  drift  field,  at  four  different  drift  field 
strengths.  The  solid  line  is  the  Bunemann  prediction  normalized  at  6  kV/cm. 


3.3.  Pulse  height  performance 

The  pulse  height  performance  of  the  counter  was 
first  checked  at  different  values  of  the  ratio 
^collection/ ^dnft  >n  order  to  optimize  the  grid  transmis¬ 
sion.  Fig.  6  shows  the  pulse  height  of  the  976  keV 
electron  peak  at  four  drift  field  values,  from  2  to  6 
kV/cm,  as  a  function  of  the  field  ratio.  The  solid  line  is 
Bunemann’s  prediction  normalized  for  the  charge  col¬ 
lected  at  6  kV/cm  [12].  The  measurements  indicate  that 
at  least  a  ratio  of  3  is  necessary  for  maximum  charge 


collection  up  to  a  field  of  —  6  kV/cm.  In  fig.  7  we  show 
the  dependence  of  the  collected  charge,  for  the  976  keV 
electron  peak,  on  the  drift  field.  The  solid  line  is  a  fit  to 
the  data,  including  the  low  field  points,  with  the  func¬ 
tion  Q/Q0  =  (1  +  K/E)-'  based  on  the  Jaffe  theory 
for  columnar  recombination  [18,19).  In  this  expression 
Q  is  the  collected  charge,  Q0  is  the  charge  extrapolated 
to  infinite  electric  field  E,  and  K  ;s  the  recombination 
coefficient.  The  best  fit  values  are  Q0  =  6.35  +  0.5  fC 
and  K  =  0.274  ±  0.06  kV /cm,  where  the  error  on  Q0  is 
dominated  by  the  systematic  error  on  the  charge 


Fig.  7.  Collected  charge  (in  fC)  for  the  976  keV  electrons  as  function  of  drift  field  The  solid  line  is  a  fit  to  the  data,  based  on 

columnar  recombination  theory. 
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Fig.  8.  The  pulse  height  proportionality  of  the  chamber:  peak  channel  of  the  five  electron  lines  and  the  two  fluorescence  photon  lines 

versus  nominal  energy.  The  solid  line  is  a  straight  line  fit  to  the  data. 


calibration.  Assuming  23.6  eV  as  average  energy  to 
produce  an  electron-ion  pair  in  LAr,  the  total  charge 
released  by  a  976  keV  electron  is  6.6  fC  implying 
(96  ±  7)%  collection  efficiency. 

Fig.  8  checks  the  pulse  height  proportionality  of  the 
detector.  The  peak  channel  corresponding  to  each  fea¬ 
ture  in  the  measured  spectrum  (fig.  5)  is  plotted  against 
the  nominal  energy.  A  straight  line  fils  the  data  fairly 
well. 

The  pulse  height  stability  was  checked  each  time 
measurements  were  made  with  one  argon  filling,  by 
recording  the  spectrum  for  the  same  detector  conditions 
at  the  beginning  and  the  end  of  the  run.  Less  than  0.5% 
gain  change  was  observed  over  a  maximum  period  of  30 
h,  indicating  a  very  clean  chamber  with  low  residual 
outgassing  rate. 

4.  Discussion 

The  total  fwhm  energy  resolution  as  a  function  of 
the  incident  energy  £,  is  given  by: 

4  £  =  2.35 [  FIVE  +  ae2  +  a,2  +  ar2 ] 1/2,  (3) 

where  £=0.11  is  the  Fano  factor  for  LAr,  W  =  0.024 
keV  is  the  mean  energy  to  create  an  ion  pair,  oe  —  8  keV 
is  the  electronic  noise  contribution,  o,  ~  -q(s/q)E  -  3.5 
keV  is  the  estimated  contribution  due  to  imperfect 
shielding  by  the  grid  and  depends  on  the  range  of  the 
incident  electrons  ( tj  =  0.047  is  the  shielding  ineffi¬ 
ciency.  t  =  0.7  mm  is  the  standard  deviation  of  the 
projected  track  length  distribution  for  976  keV  electrons 
and  d  =  9.1  mm  is  the  anode-cathode  distance),  a, 
caused  by  the  thickness  of  the  source  is  on  the  order  of 


a  few  electron  volts  and  or  is  caused  by  the  variation  in 
pulse  rise  time,  due  to  different  track  orientations. 
Amplifier  shaping  constants  longer  than  pulse  collec¬ 
tion  times  minimize  this  last  effect.  Clearly  the  first  two 
terms  in  eq.  (3)  dominate  the  measured  spread  in  energy 
resolution,  especially  since  we  expect  the  shielding  inef¬ 
ficiency  of  the  mesh  to  be  lower  than  the  calculated 
4.7%.  To  estimate  the  intrinsic  energy  resolution  of  the 
detector  we  therefore  subtract  only  the  variance  term 
caused  by  the  well-defined  electronic  noise. 

To  determine  which  electron  loss  process  contributes 
most  to  the  energy  resolution,  we  examined  the  energy 
resolution  as  a  function  of  the  drift  field,  at  a  fixed  field 
ratio  of  3.  Maintaining  the  field  ratio  constant  keeps  the 
grid  losses  constant  and  allows  us  to  examine  just  the 
effects  of  varying  electron  attachment  and  recombina¬ 
tion.  At  high  drift  fields,  the  latter  should  dominate. 
Fig.  9  displays  the  intrinsic  energy  resolution  (fwhm)  of 
the  967  keV  electron  line  against  the  electric  field 
strength.  The  data  points  are  from  three  different  mea¬ 
surements.  The  consistency  of  the  results,  within  errors, 
is  apparent.  The  resolution  degrades  much  faster  with 
collected  charge  than  the  inverse  law  expected  for  the 
case  where  the  fluctuations  are  proportional  to  the  total 
charge  generated.  It  is  hard  to  explain  the  observed 
dependence  in  terms  of  nonsaturation  effects  of  the 
collected  charge,  since  from  the  saturation  curve  (fig.  7) 
it  appears  that  at  the  highest  applied  field  about  (96  ± 
7)%  of  the  total  generated  electrons  are  collected.  At 
present  the  recombination  phenomenon  is  not  fully 
understood  and  more  precise  measurements,  together 
with  a  more  realistic  model,  are  needed  to  explain  the 
physical  processes  responsible  for  the  observations. 
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Fig.  9.  Noise-subtracted  energy  resolution  (fwhm)  of  the  976  keV  electron  line  as  a  function  of  the  drift  field.  The  data  points  are 

from  three  different  runs. 


5.  Conclusion 

The  energy  resolution  response  of  a  LAr  ionization 
chamber  was  tested  with  electrons  from  a  207  Bi  radioac¬ 
tive  source.  The  spectrum,  dominated  by  several  conver¬ 
sion  electron  lines,  was  measured  at  different  field 
strengths,  up  to  10.9  kV/cm.  At  this  highest  field,  a 
total  resolution  of  32  keV  (fwhm)  was  obtained  for  the 
dominant  976  keV  electron  line.  The  noise-subtrac.ed 
value  of  26  keV  (fwhm)  is  still  a  factor  of  2  worse  than 
the  Poisson  statistical  limit  and  a  factor  of  7  worse  than 
the  Fano  limit,  but  it  is  the  best  reported  so  far  in  LAr. 

A  simple  and  reliable  purification  system  was  used 
to  obtain  LAr  with  less  than  1  ppb  (Oz  equivalent) 
impurity  concentration,  as  inferred  by  a  pulse  shape 
analysis  of  the  ionization  pulses.  Consequently,  electron 
attachment  to  electronegative  substances  is  not  a  major 
problem  in  our  detector.  Electron  trapping  by  the  grid 
should  also  be  negligible,  since  we  have  directly  mea¬ 
sured  the  collection  to  drift  field  ratio  necessary  for 
maximum  grid  transmission  efficiency.  Fluctuations  in 
the  magnitude  of  the  total  io  lizatioc  signal,  associated 
with  recombination  processes  on  the  primary-electron 
track  and  mostly  on  delta-electron  tracks,  are  therefore 
believed  to  dominate  the  measured  energy  resolution.  A 
better  understanding  of  this  mechanism  is  needed  in 
order  to  overcome  its  iiuiitations.  Increasing  the  electric 
field  or  alterr  atively,  increasing  the  electron  mobility  at 
a  moderate  fiald.  would  reduce  the  rate  of  recombina¬ 
tion  and  thus  improve  the  energy  resolution.  Finally, 
better  electronic  noise  resolution  and.  to  less  extent, 
better  grid  parameters  are  necessary.  In  this  respect  we 
plan  to  continue  investigating  with  liquid  ionization 
detectors  to  reach  their  best  energy  resolution  perfor¬ 
mance.  A  variety  of  interesting  applications  are  already 
possible  even  with  a  detector  resolution  close  to  the 
Poisson  limit. 
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Abstract 

The  calculated  Fano  factor  limits  the  energy 
resolution  in  liquid  argon  ionization  chambers  to  4 
keV  (FWHM)  at  1  MeV.  This  theoretical  value  is 
several  times  better  than  any  experimental  result 
reported  so  far  in  the  literature.  We  have  recently 
measured  an  intrinsic  energy  resolution  of  26  ±  2  keV 
for  the  976  keV  conversion  electrons  of  a  20,Bi 
source  in  a  gridded  ionization  chamber  filled  with 
pure  liquid  argon,  at  a  drift  field  of  11  kV  cm'1. 
The  measurement  of  the  207B1  spectrum  at  different 
electric  fields  was  repeated  several  times,  with  very 
good  liquid  purity  and  optimized  chamber  geometry, 
reproducing  the  results.  Data  were  also  taken  with  a 
xenon-doped  liquid  argon  filling  in  an  attempt  to 
improve  the  resolution.  Enhanced  ionization  was 
observed  as  expected  from  the  presence  of  excitons  in 
liquid  argon,  but  no  improvement  in  the  energy 
resolution.  In  this  paper  we  show  that  the  data  are 
consistent  with  the  assumption  that  recombination 
straggling  from  low  energy  delta  electrons,  produced 
abundantly  along  the  path  of  the  primary  ionizing 
particle,  is  mostly  responsible  for  the  degraded 
experimental  resolution. 


There  has  been  continuing  interest  in  rare  gas 
liquids  and  solids  for  radiation  detection  in  both 
high  energy  and  nuclear  physics,  as  well  as  in 
astrophysics.  The  high  density,  small  Fano  factors, 
small  diffusion  constants,  and  good  scintillation 
properties  are  some  of  the  characteristics  which  make 
these  materials  ideal  for  different  detector  types. 

For  gamma-ray  astronomy  the  development  of  a 
high  resolution  liquid  xenon  imaging  spectrometer  is 
of  primary  interest.  Such  a  detector,  operated  either 
in  the  ionization  or  the  proportional  scintillation 
mode,  could  offer  a  combination  of  high  spectral  and 
spatial  resolutions  with  large  effective  areas. 
Orders  of  magnitude  better  sensitivity  could  be 
achieved  compared  to  more  commonly  used  germanium  or 
sodium  iodide  detectors,  in  an  energy  range  from 
several  keV  to  several  MeV. 

Another  example  of  the  physics  potential  of  a 
large  volume  liquid  xenon  imaging  chamber  is  the 
investigation  of  the  double  beta  decay  of  13*Xe.  We 
are  considering  the  feasibility  of  such  an 
experiment.  The  significantly  improved  sensitivity 
with  respect  to  other  existing  or  planned  experiments 
would  have  great  impact  on  this  fundamental  research. 

For  most  applications  the  excellent  spectral 
response  predicted  for  liquid  argon  and  xenon  is  the 
most  attracting  feature  of  these  materials.  A 
calculation  of  the  Fano  factor  limited  resolution  til 
predicts  about  4  keV  and  2  keV  (FWHM)  at  1  MeV,  for 
liquid  argon  and  xenon  respectively.  These  values  are 
comparable  to  the  ones  of  solid  state  detectors. 

Confronted  with  these  expectations,  the  best 
experimental  results  reported  so  far  in  both  liquids 
seem  rather  poor  (2  -  6]  .  The  discrepancy  between 
theory  and  experiment  is  even  larger  in  xenon  than  in 
argon,  while  one  would  expect  the  contrary. 

The  factors  which  contribute  to  the  energy 
resolution  of  an  ionization  detector  include: 


fluctuations  in  the  number  of  electron-ion  pairs 
created  by  the  ionizing  particle,  attachment  of  free 
electrons  to  electronegative  impurities,  chamber 
design  and  electronic  noise.  The  reasons  for  the 
degraded  resolution  have  been  generally  attributed  to 
intrinsic  limitations  of  the  experimental  apparatus. 
In  particular,  the  purity  of  the  liquid  has  been 
frequently  suspected  to  be  insufficient.  However,  it 
is  difficult  to  explain  the  consistency  of  the 
results,  within  experimental  errors,  obtained  with 
completely  different  systems.  A  common  physical 
process  could  be  limiting  the  observed  resolution, 
much  more  than  any  instrumentation  related  factor. 

From  measurements  with  compressed  xenon  gas, 
Bolotnikov  et  al.  (7]  have  recently  shown  that,  for 
xenon  densities  larger  than  0.6  g  cm-3  the 
experimental  energy  resolution  is  mostly  determined 
by  recombination  of  electron-ion  pairs  from  low 
energy  delta  electrons,  produced  along  the  primary 
track.  Since  the  dynamical  behavior  of.  free 
electrons  in  high  pressure  rare  gases  should  resemble 
that  in  the  corresponding  liquids  we  have  checked 
the  influence  of  delta  electron  production  in  our 
liquid  argon  data.  The  measurements  with  fast 
electrons  were  repeated  with  an  improved  chamber 
geometry,  but  results  consistent  with  previously 
published  ones  [6]  were  obtained. 

The  electric  field  dependence  of  the  collected 
charge  was  analyzed  assuming  a  different 
recombination  rate  for  the  part  of  the  signal 
produced  by  delta  electrons  which  have  a  high 
ionization  density.  By  taking  into  account  this 
process  a  considerably  degraded  energy  resolution  is 
expected  than  if  only  ionization  straggling  described 
by  the  Fano  factor  is  taken  into  account.  The 
predictions  are  in  good  agreement  with  our 
experimental  data.  Results  obtained  in  liquid  argon 
with  a  small  concentration  of  xenon  are  also 
discussed. 


2.  Experimental  Method 

The  experimental  system  used  for  the  liquid 
argon  tests  has  been  described  in  detail  elsewhere 
[6]  .  Here  we  shall  briefly  discuss  the  relevant 
features  and  the  changes  made  to  improve  its 
performance. 


TO  GAS  TO  VACUUM 


Fig.  1.  Schematic  View  of  the  Ionization  Chamber. 
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The  ionization  chamber,  shown  schematically  in 
Fig.  1,  consists  of  two  circular  stainless  steel 
electrodes  separated  by  a  grid,  made  of  electrof ormed 
nickel  mesh  on  a  nickel  support  ring.  The  data 
presented  in  this  paper  were  taken  with  a  grid  having 
higher  shielding  efficiency  than  the  previous  one, 
namely  99%  for  the  same  grid-anode  separation  of  2.9 
mm. 

The  drift  region  was  6.1  mm.  A  collection  field 
at  least  three  times  stronger  than  the  drift  field 
was  measured  to  give  maximum  transmission  for  the 
drifting  electrons.  The  improved  grid  geometry, 
however,  did  not  have  a  significant  effect  on  the 
energy  resolution. 

A  careful  choice  of  clean  materials  and  an 
efficient  purification  system  are  required  to 
minimize  the  capture  of  free  ionization  electrons  by 
electronegative  impurities.  In  our  system  argon  gas 
is  purified  by  passing  it  through  an  Oxisorb  purifier 
followed  by  two  molecular  sieves  at  dry  ice 
temperature.  Me  have  demonstrated  in  earlier  studies 
[6,  8]  that  this  simple  method  is  capable  of  reducing 
the  impurity  concentration  below  1  ppb,  equivalent 
oxygen.  The  purified  gas  is  condensed  into  the 
chamber  by  surrounding  it  with  a  bath  of  commercial 
grade  liquid  argon  in  an  open  dewar. 

The  purification  system  was  modified  for  tests 
with  ■  xenon-doped  argon.  The  13X  sieve  had  to  be 
removed  since  the  adsorption  of  xenon  in  this  zeolite 
is  substantial  (in  the  order  of  60  grams  per  100 
grams  of  zeolite  at  -78  "C  and  1  atm)  (9J.  A 
(Zr-V-Fe)  getter  (101,  operated  at  450  °C  was  added. 
The  4A  molecular  sieve,  having  pores  too  small  to 
trap  xenon,  was  left  in  the  system.  The  new  system 
was  carefully  cleaned  before  assembly  and  evacuated 
to  a  pressure  of  about  10'7  Torr  -with  a 
turbomolecu la r  pump.  Measurements  with  liquid  argon 
purified  by  either  purification  system  are 
consistent. 

As  with  previous  measurements  a  207Bi  source, 
electroplated  on  the  cathode,  was  used  to  ionize  the 
liquid.  Negative  high  voltage  was  supplied  separately 
to  the  cathode  and  to  the  grid.  The  anode  was 
directly  coupled  to  the  input  stage  of  a  low  noise 
charge  sensitive  preamplifier.  The  charge  signals 
were  passed  through  a  spectroscopy  amplifier  and  fed 
into  a  multichannel  analyzer.  Bipolar  shaping  with  3 
4s  time  constants  was  typically  used.  At  high  drift 
fields,  however,  a  better  signal/noise  ratio  was 
achieved  with  1.5  Jis  shaping.  An  average  equivalent 
noise  charge  of  250  electrons  RMS  was  characteristic 
of  our  readout  system.  A  test  pulse  coupled  with  a  1 
pF  capacitor  to  the  gate  of  the  FET  served  for  charge 
calibration. 

X - Results  and  Discuss) on 

In  the  shallow  liquid  argon  chamber  used  for 
these  tests  the  gamma-ray  activity  of  the  207Bi 
source  is  poorly  detectable  and  the  spectrum  is 
dominated  by  four  internal  conversion  electron  lines 
a t  481,  555,  976  and  1048  keV.  The  Compton  edges 
associated  with  the  two  gamma-ray  lines  at  569  and 
1064  keV  are  visible  as  well  as  the  fluorescence 
X-rays  at  the  low  energy  end  of  the  spectrum.  A 
typical  pulse  height  spectrum  measured  at  the  highest 
drift  field  in  our  liquid  argon  chamber  is  shown  in 
Fig.  2. 

We  have  measured  the  pulse  height  spectrum  at 
many  different  drift  field  settings  from  few  hundred 
V  cm'1  up  to  a  maximum  of  about  11  kV  cm'1.  At  higher 
fields  repeated  breakdown  occurred,  mostly  due  to 
failure  of  the  electrical  feedthroughs.  Several  data 
sets  were  taken  under  similar  conditions  to  cross 
check  the  reproducibility  of  the  results.  Each 
spectrum  was  accumulated  for  at  least  4  minutes,  to 


ensure  good  statistics,  and  3aved  for  further 
analysis.  The  peak  location  and  the  width  of  the 
dominant  lines  were  determined  by  a  least  squares  fit 
with  gaussian  functions.  The  background  was 
approximated  by  a  quadratic  function.  The  resolution 
was  defined  as  the  ratio  of  the  full  width  at  half 
maximum  to  the  maximum  pulse  height  of  the  line.  The 
contribution  of  the  electronic  noise  was  determined 
from  the  width  of  the  test  pul3e  distribution. 
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Fig.  2.  Bi  Pulse  Height  Spectrum  in  Liquid  Argon. 
The  drift  field  strength  is  ~  11  kV  cm'1.  The  energy 
resolution  of  the  976  keV  electron  line  is  32  keV 
(FWHH)  .  The  electronic  noise  contribution  is  18.5  keV 
(FMHH)  . 

XI. _ Collected  Charge 

To  interpret  the  measured  electric  field 
dependence  of  the  collected  charge  we  can  use  the 
formula  based  on  the  Jaffa  theory  of  columnar 
recombination  m,  12); 

O/Qq  -  1/ (1+k/E) ,  (1) 

where  Q  is  the  collected  charge,  Q0  is  the  total 
charge  produced  along  the  track  of  the  ionizing 
particle,  E  is  the  electric  field  and  k  is  the 
recombination  constant.  At  infinite  field  no 
recombination  takes  place  and  Q  equals  Q0.  The  total 
number  of  electron-ion  pairs  produced  by  a  976  keV 
electron  in  liquid  argon  is  -  4  x  104  or  6.6  fC, 
assuming  an  average  energy  (W)  to  create  one  pair  of 
23,6  ev. 

A  fit  to  our  data  with  Eq.  (1)  gives  Q0  -  6.21  ± 
0.03  fC  and  k  -  0.28  ±  0.01  kV  cm'1  with  a  x2  of  18 
per  degree  of  freedom.  The  errors  are  statistical 
only.  A  systematic  uncertainty  of  about  5»  from  the 
charge  calibration  should  be  added  to  the  absolute 
determination  of  the  measured  charge.  Analyzed  in 
this  way  the  data  are  consistent  with  a  fraction  of 
charge  escaping  recombination  close  to  100%  making  it 
impossible  to  explain  the  measured  values  for 
resolution. 

The  track  of  the  fast  primacy  electron  can  be 
pictured  as  a  tube  of  about  2  x  10'5  cm  diameter 
[13],  filled  by  electrons  and  positive  ions.  The 
charge  density  along  the  axis  of  the  tube  increases 
roonotonically  until  the  end  of  the  electron  track. 
Side  tracks  of  low  energy  delta  electrons  with  high 
ionization  yields  are  also  produced.  Recombination 
is  strongest  on  these  tracks  and  larger  fluctuations 
in  the  number  of  charges  collected  from  these  delta 
electron  tracks  have  to  be  expected,  as  suggested  by 
Bolotnikov  et  al. 

In  order  to  account  for  this  effect  we  have 
fitted  the  same  data  with  the  function: 

Q  -  (Q0'Qg> / (1+k/E)  +  Q5/(l+k8/E),  (2) 


where  Qg  is  the  charge  produced  by  delta  electrons 
and  kg  is  the  recombination  constant  corresponding  to 
this  charge.  Clearly  the  recombination  constant  k 
associated  with  the  primary  track  has  a  different 
value  than  the  one  derived  from  Eq.  <1) . 

Delta  electrons  of  all  energies  from  the  W-value 
up  to  the  energy  of  the  primary  electron,  can  be 
produced  by  ionization,  although  the  probability 
decreases  rapidly  with  energy.  At  extremely  low 
energies  a  delta  electron  cannot  produce  enough 
electron-ion  pairs  to  increase  the  charge  density  and 
thus  the  recombination.  At  high  energies  delta 
electron  tracks  will  resemble  the  primary  track,  and 
again  the  recombination  rate  will  not  be  different. 
Fop  some  energy  interval  in  between,  however,  the 
necessary  conditions  for  increased  recombination  are 
fulfilled.  In  Eq.  (2)  Qg  represents  the  charge 
liberated  by  exactly  these  delta  electrons,  without 
specifying  the  boundaries  of  the  energy  interval.  All 
the  charge  from  delta  electrons  outside  this  energy 
interval  cannot  be  distinguished  from  that  of  the 
primary  track  and  therefore  contribute  to  Qg  rather 
than  Qg.  In  reality  a  different  Qg  and  kg  should  be 
associated  with  each  delta  electron  track  of  a  given 
energy.  Eq.  (2)  is  therefore  only  an  approximation 
with  the  two  delta  electron  parameters  to  be 
considered  as  weighted  averages  on  all  possible  delta 
electron  energies. 


Electric  Field  [kV/cm] 

Fig.  3.  Field  Dependence  of  the  Charge  Collected 
for  the  976  kev  Electrons.  The  line  is  a  fit  to  the 
points  with  Eg.  12).  The  values  of  the  fitted 
parameters  are:  O0  -  Qg  -  5.68  ±  0.01  fC,  k  -  0.2  ± 
0.03  kV  cm'1,  Qg  -  1.28  ±  0.1S  fC,  kg  -  12  ±  3  kV 
cm'1,  and  Z2  ”  0.2  Per  degree  of  freedom. 

Fig.  3  shows  the  fit  of  Eq.  (2)  to  our  976  keV 
data.  The  values  of  the  four  parameters  and  the 
normalized  %2  are  also  given.  The  quality  of  the  fit 
is  much  better  than  would  be  expected  from  a  simple 
increase  in  the  number  of  parameters  from  two  to 
four.  While  the  contribution  to  the  total  collected 
charge  from  the  primary  electron  track  saturates  very 
early,  the  part  of  the  signal  due  to  delta  electrons 
rises  slowly  up  to  extreme  fields.  At  a  field  E  -  kg 
only  50%  of  Qg  is  collected.  Because  of  this  slow 
increase  with  field,  the  determination  of  kg  and  Qg 
from  our  data,  which  are  limited  to  about  11  kV  cm-1, 
cannot  be  very  accurate. 

From  this  analysis  we  conclude  that  about  20%  of 
the  total  ionization  produced  by  a  976  keV  electron 
in  liquid  argon  is  deposited  in  form  of  delta 
electrons.  At  our  maximum  field  strength,  more  than 


50%  of  this  charge  is  lost  through  recombination. 

We  have  calculated  the  expected  number  dug  of 
delta  electrons  per  centimeter  with  energies  in  the 
interval  between  Eg  and  Eg  +  dEg,  produced  by  a  976 
keV  electron  in  liquid  argon.  Using  the  formula  based 
on  Mott's  cross  section  for  the  elastic  scattering  of 
electrons  by  the  Coulomb  field  of  a  nucleus  and 
neglecting  relativistic  corrections  we  have: 

dng  -  (2itNeVmcv2)  (dEg/Eg2)  (3) 

with  N  the  number  of  electrons  per  cm3  of  argon,  v 
the  velocity  of  the  scattering  electron.  Eg  and  m 
the  kinetic  energy  and  mass  of  the  delta  electrons. 
The  track  length  of  a  976  keV  electron  in  liquid 
argon  has  been  divided  in  very  small  steps  and  in 
each  step  the  probability  to  create  delta  electrons 
within  a  given  energy  interval  has  been  calculated 
with  Eq.  (3)  .  Fig.  4  shows  the  average  amount  of 
energy  lost  by  the  primary  particle  for  the 
production  of  delta  electrons  with  energies  below  50 
keV.  Only  those  delta  electrons  for  which 
recombination  is  significantly  enhanced  with  respect 
to  the  primary  particle  have  to  be  considered  in  this 
calculation.  As  explained  before,  a  lower  and  upper 
limit  in  energy  should  be  established  to  define  this 
special  class  of  delta  electrons.  Following  the 
considerstions  of  Miroshinicenko  et  al.  (14],  we 
choose  the  energy  range  between  1  and  20  keV  for  the 
delta  electrons  which  exibit  a  significantly 
different  ionization  density.  In  this  range  about  200 
kev  of  the  primary  electron  energy  are  lost  in  form 
of  delta  electrons,  which  matches  the  20%  obtained 
from  our  data.  However,  the  result  of  the  calculation 
depends  critically  on  the  chosen  energy  limits  and 
can  only  be  viewed  as  a  rough  estimate. 

© 


Energy  of  Delta  Electrons  in  keV 

Fig.  1.  Energy  Loss  Distribution  of  a  976  keV 
electron  for  Production  of  delta  electrons  of 
Energies  up  to  50  keV. 

iJL. _ Energy  Resolution 

The  energy  resolution  is  determined  by 
statistical  fluctuations  in  the  total  charge 
collected.  The  ionization  electrons  produced  along 
the  primary  track  are  nearly  all  detected.  The 
fluctuations  in  their  number  should  therefore  be  well 
described  by  the  Fano  factor  (F  =  0.11).  Much  larger 
fluctuations  are  expected  in  the  number  of  ch-rges 


from  delta  electrons.  If  Fg  is  the  equivalent  of  the 
Fano  factor  for  thi3  part  of  the  signal,  we  expect 
that  at  fields  much  higher  than  the  value  of  kg, 
fluctuations  in  Qg  should  be  described  by  a  Fg  *  F, 
while  at  very  low  fields  Poisson  statistics  should 
hold  (Fg  -  1) ,  since  most  of  the  electrons  are  lost 
through  recombination. 

In  first  approximation  the  expected  resolution 
can  therefore  be  written  as: 

AE/E  -  2.3Sq€1/2[(F(l+)c/E)/(Q0-Q6) 

+  (Fg/Qg)  <l+kg/E) ]1/2,  (4) 

where  is  the  electron  charge  and  Fg  has  a  value 

between  0.11  and  1.  Fig.  5  shows  the  noise 
subtracted  energy  resolution  for  the  976  keV  electron 
line  as  measured  in  our  liquid  argon  chamber,  as  a 
function  of  drift  field.  The  errors  on  the  widths  of 
the  measured  lines  ar  much  larger  than  those  on  the 
mean  values.  Typical  error  bars  are  shown  at  three 
different  field  strengths. 
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Electric  Field  [kV/cm] 

Fig.  5.  Field  Dependence  of  the  Noise  Subtracted 
Energy  Resolution  of  976  kev  Electrons  in  Liquid 
Argon.  The  line  through  the  points  is  the  best  fit 
of  Bq.  (4)  with  an  Fg  -  0.62.  The  upper  and  lower 
lines  show  the  predictions  of  Eq.  (4)  in  the  cases 
trhere  the  fluctuations  in  the  charge  from  delta 
electrons  are  described  by  an  Fg  -  1  (Poisson 
statistics)  or  Fg,  -  0.11  {Fano  statistics!, 

respectively. 

The  measured  points  fall  in  between  the  two 
limiting  cases  of  Fg  -  0.11  and  Fg  -  1  indicated  by 
the  two  outer  solid  lines.  For  an  Fg  -  0.62  Eq.  (4) 
agrees  fairly  well  with  the  data. 

Better  resolution  is  achievable  if  the 
ionization  chamber  is  operated  at  a  much  higher  drift 
fjeld  than  the  maximum  reached  in  the  present  study. 


repeated  twice  using  the  same  gas  mixture,  and 
results  were  reproducible.  The  iicrease  in  charge 
collection  relative  to  pure  liquid  argon  was  about 
13%,  constant  within  errors  at  all  drift  fields,  as 
shown  in  Fig.  7. 

The  enhanced  ionization  from  xenon  doping  is 
explained  by  the  existence  of  exciton  states  in 
liquid  argon,  first  confirmed  by  Kubota  et  al .  [15], 
Xenon  can  be  ionized  by  these  excited  states  which 
have  higher  energies  than  the  ionization  potential  of 
xenon  in  liquid  argon  (10.58  eV) . 

In  terms  of  energy  resolution  one  would  expect 
an  improvement  in  xenon  doped  argon,  due  to  the 
smaller  Fano  factor  calculated  for  this  mixture  [1] . 
Our  data  however,  show  no  difference  in  energy 
resolution  compared  to  pure  liquid  argon.  This  is 
consistent  with  the  hypothesis  that  recombination  on 
low  energy  de.ta  electrons  limits  the  resolution  of 
ionization  chambers  much  more  than  the  Fano  factor, 
as  previously  discussed. 


Fig.  6.  Comparison  of  the  207Bi  Pulst  Height 
Spectrum  in  Liquid  Xenon-Doped  Argon  and  in  Pure 
Liquid  Argon.  The  drift  field  is  8.3  kV  cm ~X. 
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Fig.  7.  Field  Dependence  of  the  Ionization  of  976 
keV  Conversion  Electrons  in  Xenon-Doped  Liquid  Argon 
Relative  to  Pure  Argon. 
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The  field  dependence  of  the  charge  and  energy 
resolution  of  207Bi  electrons  was  also  neasured  in 
liquid  argon  doped  with  1%  xenon.  The  xenon  was 
admixed  in  the  gas  phase.  We  assume  that  its 
concentration  in  the  liquid  did  not  change 
significantly.  Fig.  6  shows  a  typical  pulse-height 
spectrum  of  207Bi  electrons  with  and  without  xenon. 
The  dominant  976  keV  peak  is  clearly  higher  in  the 
mixture  than  in  the  pure  liquid.  The  tests  were 


4.  Conclusions 

The  electric  field  dependence  of  the  energv 
resolution  measured  in  a  liquid  argon  ionization 
chamber  has  been  analyzed  by  taking  into  account 
the  production  of  highly  ionizing  delta  electrons. 
Following  an  interpretation  by  folotr.ikov  et  al.  of 
their  measurements  with  high  pressure  xenon,  we  have 
fitted  the  saturation  curve  in  liquid  argon  assuming 
a  different  recombination  rate  on  the  part  of  the 


signal  produced  by  delta  electrons.  The  data  show 
that  about  20%  of  the  collected  charge  is  associated 
with  delta  electron  tracks.  At  ' h  •  maximum  field  used 
in  our  study  we  collect  less  than  50%  of  this  charge. 
The  dependence  predicted  for  the  energy  resolution  on 
the  drift  field  agree  well  with  the  data  if  an 
average  value  of  0.62  is  assumed  to  describe  the 
fluctuations  on  the  charge  collected  from  delta 
electrons.  We  conclude  that  the  best  experimental 
values  for  the  resolution  measured  so  far  in  liquid 
argon  are  consistent  with  the  expectations  at  those 
fields . 

The  ultimate  Fano  limit  should  be  reached  if  all 
recombination  effects  are  overcome.  To  limit 
recombination  and  hence  improve  the  energy  resolution 
one  has  to  increase  the  electric  field  or, 
alternatively,  increase  the  electron  mobility,  for 
example  by  cooling  the  argon  to  liquid  helium 
temperature.  On  the  other  hand  part  of  the 
scintillation  light  produced  in  liquid  argon  is 
associated  with  the  recombination  process .  One  can 
therefore  minimize  the  charge  loss  by  directly 
detecting  the  ultraviolet  photons  signal  and  add  it 
to  the  electron  one.  Another  alternative  is  to  add  a 
photosensitive  dopant  to  the  liquid  to  convert  the 
scintillation  light  into  detected  charges. 

Finally,  our  data  in  argon  doped  with  1%  xenon 
confirm  an  enhanced  ionization  yield  due  to  the 
existence  of  exciton  states  in  liquid  argon,  but  do 
not  show  any  improvement  in  the  resolution  despite 
the  smaller  Fano  factor  calculated  for  this  mixture. 
This  could  be  consistent  with  the  dominating  effect 
of  delta  electrons. 
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ABSTRACT 

The  application  of  liquid  xenon  in  high  resolution  detec¬ 
tors  for  gamma  ray  astronomy  is  being  investigated.  Initial  re¬ 
sults  from  a  pulse  shape  analysis  of  ionization  signals  in  a  liquid 
xenon  gridded  chamber  indicate  that  we  are  able  to  achieve  the 
necessary  liquid  purity  for  the  transport  of  free  electrons  with 
simple  techniques.  The  energy  resolution  has  been  measured  as 
a  function  of  applied  electric  field,  using  electrons  and  7-rays 
from  a  207Bi  source.  At  a  field  of  12  kV/cm  the  noise  sub¬ 
tracted  energy  resolution  of  the  dominant  569  keV  7-ray  line  is 
34  keV  FWHM.  This  value,  which  is  the  best  reported  to  date 
in  liquid  xenon  at  similar  field  strengths,  is  mostly  determined 
by  recombination  of  electron-ion  pairs  on  delta-electron  tracks. 

1.  INTRODUCTION 

Instruments  which  combine  high  detection  efficiency  with 
good  spectral  and  spatial  resolution  and  a  large  effective 
area  are  required  to  make  significant  advances  in  gamma  ray 
astronomy.  A  liquid  xenon  ionization  chamber  can  potentially 
fulfill  these  requirements.  The  sensitivity  for  the  detection 
of  weak  gamma  ray  sources  in  space  in  the  energy  range 
between  100  keV  and  several  MeV  can  be  improved  by  orders  of 
magnitude  over  currently  used  germanium  and  sodium  iodide 
spectrometers.  The  possibility  of  3-dimensional  track  imaging 
in  a  liquid  xenon  time  projection  chamber,  triggered  by  the 
primary  scintillation  light,  will  add  a  unique  capability  for 
background  identification  and  reduction. 

According  to  these  considerations,  we  have  performed  sev¬ 
eral  experiments  with  liquid  xenon,  measuring  both  ionization 
and  scintillation  yields  with  various  radiation  sources.  Here 
we  present  some  of  the  results  on  the  two  basic  issues  of  purity 
and  energy  resolution. 

The  purity  level  of  the  liquid  remains  the  crucial  prereq¬ 
uisite  for  the  successful  operation  of  an  ionization  device  since 
it  affects  directly  the  total  charge  collected  and,  therefore,  the 
energy  resolution.  Serious  difficulties  have  often  been  expe¬ 
rienced  with  the  purification  of  xenon,  compared  to  the  more 
commonly  used  and  much  less  expensive  liquid  argon,  for  which 
effective  purification  procedures  have  been  well  demonstrated 
[1-3].  Liquid  xenon  has  a  much  higher  boiling  point  which  al¬ 
lows  more  impurities  to  remain  in  solution.  In  addition,  the 
cross  section  for  electron  attachment  by  oxygen  molecules  is 
larger  in  xenon  than  in  argon  [4], 

Compared  to  the  high  expectations  for  energy  resolution 
in  liquid  xenon,  based  on  the  small  calculated  Fano  factor  [5j, 
the  experimental  results  have  been  rather  poor  (6-10).  We  have 
repeated  these  measurements  with  electrons  and  7-rays,  as  well 
as  with  heavily  ionizing  alpha  particles,  in  order  to  understand 
the  basic  limiting  processes. 


While  the  reasons  for  the  discrepancy  between  theory  and 
experiment  have  often  been  related  to  experimented  limitations 
of  the  detection  systems,  we  find  it  hard  to  believe  given 
the  consistency  of  the  results  obtained  with  entirely  different 
purification  and  detector  systems.  We  suggest  that  at  the 
moderate  field  strengths  typically  applied,  complete  charge 
collection  is  not  achieved  due  to  strong  recombination  effects 
on  the  tracks  of  low  energy  delta  electrons  accompanying  the 
primary  ionizing  track.  We  have  already  demonstrated  that 
this  delta  electron  hypothesis  explains  well  energy  resolution 
data  in  liquid  argon  [11].  Similar  conclusions  have  been 
recently  reported  by  other  authors  [12,13].  An  analysis  of 
the  liquid  xenon  ionization  data,  which  takes  into  account  the 
effects  of  delta  electrons  production,  is  in  progress. 

2.  EXPERIMENTAL  APPARATUS 

2.1  Ionization  Chambers 

The  gridded  ionization  chambers  used  for  the  measure¬ 
ments  with  liquid  xenon  were  similar  to  those  described  in  de¬ 
tail  in  two  previous  publications  on  liquid  argon  results  [3,11], 

The  energy  resolution  was  determined  in  a  gridded  ion¬ 
ization  chamber  with  2.4  mm  between  grid  and  cathode  and  2 
mm  between  anode  and  grid.  The  electroformed  nickel  mesh 
used  as  grid  had  a  1%  shielding  inefficiency  and  a  100%  trans¬ 
mission  for  a  2  to  1  ratio  of  collection  to  drift  field.  A  higher 
field  ratio  was  however  used  for  the  measurements. 

A  207Bi  source  electroplated  on  the  cathode  center  was 
used  to  irradiate  the  chamber.  Two  independent,  RC  filtered 
power  supplies  provided  the  negative  voltages  on  the  cathode 
and  on  the  grid.  The  anode  was  directly  coupled  to  the  input  of 
a  charge  sensitive  preamplifier.  The  charge  signal  was  passed 
through  a  spectroscopy  amplifier  (Ortec  450)  before  being  fed 
into  a  multichannel  analyzer  (ND-65).  Bipolar  shaping  with 
3psec  time  constants  was  used.  Typical  RMS  noise  of  the 
electronic  system  was  on  the  order  of  300  electrons.  A  test 
pulse  coupled  with  a  1  pF  capacitor  to  the  gate  of  the  input 
FET  served  for  charge  calibration.  We  estimate  a  minimum  of 
10%  systematic  error  on  the  absolute  charge  measurement. 

The  purity  of  the  liquid  xenon  was  measured  with  cosmic 
ray  tracks  traversing  a  chamber  with  the  cathode-grid  spacing 
enlarged  to  30  mm.  A  field  shaping  ring  halfway  between 
cathode  and  grid  was  necessary  to  avoid  field  inhomogeneitics 
at  the  edges  of  the  active  volume.  The  anode-grid  separation 
was  kept  at  2  mm.  The  voltages  to  grid,  cathode  and  ring  were 
independently  supplied.  The  shape  of  the  ionization  signals 
produced  in  the  chamber  were  analyzed  at  the  output  of  the 
integrating  preamplifier.  The  decay  time  constant  was  set 
to  1  msec  to  allow  detection  of  very  long  electron  lifetimes, 
longer  than  100/Jsec.  A  digital  oscilloscope  (Tektronix  2430) 
digitized  the  waveforms.  It  was  interfaced  via  a  GRID  bus  to 
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a  Macintosh  computer  for  data  handling  and  storage. 


2.2  Purification  System 

Impurities  in  the  xenon  may  come  from  the  gas  composi¬ 
tion  itself,  from  outgassing  of  construction  materials  and  from 
external  leaks.  The  best  grade  of  commercially  available  xenon 
gas  is  not  sufficiently  pure  for  the  operation  of  an  ionization 
chamber.  The  level  of  O2  is  in  range  of  1  part  in  10s  (lppm), 
and  so  are  other  electronegative  substances  like  CO2  and  H2O. 
The  level  of  N2  is  of  the  same  order,  but  the  attachment  of 
electrons  to  nitrogen  is  between  102  and  104  weaker  than  the 
attachment  to  oxygen.  Several  hundred  ppb  of  hydrocarbons 
and  fluorocarbons  are  also  present  and  must  be  removed.  We 
have  purified  xenon  in  the  gas  phase,  using  a  combination  of 
chemical  and  passive  absorbers.  The  system  is  schematically 
shown  in  Fig.  1. 
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Figure  1.  Layout  of  the  xenon  gas  purification  system. 


The  gas  is  first  passed  through  an  Oxisorb  cartridge  which 
reduces  the  oxygen  level  to  the  5-10  ppb  range  and  also  reacts 
with  other  gases  such  as  C02  and  H20.  The  molecular  sieve 
trap  (4A  type),  which  follows  the  Oxisorb,  strongly  adsorbs 
water  and  hydrocarbons.  We  renounced  to  the  use  of  the  13X 
type  molecular  sieve  in  conjunction  with  the  4A  type  since 
xenon  is  easily  absorbed  in  this  zeolite.  The  high  temperature 
getters  in  the  final  stage  should  lower  the  concentration  of 
impurities  below  the  desired  1  ppb  level. 

The  xenon  gas  purified  in  this  sequence  is  then  condensed 
in  the  test  chamber  by  surrounding  it  with  freon  at  dry  ice 
temperature  in  an  open  bath.  After  each  measurement  the 
xenon  from  the  chamber  is  recollected  into  the  original  stainless 
steel  gas  cylinder  kept  at  LN2  temperature. 

The  whole  system  was  baked  under  vacuum  for  several 
weeks  after  initial  cleaning  and  assembly,  and  was  always  kept 
under  vacuum  in  between  measurements.  The  molecular  sieves 
were  regenerated  by  baking  at  300°C  under  a  vacuum  of  about 
10~7  Torr.  Typical  outgassing  rate  of  the  system  was  better 
than  10~8  Torr  liter/sec. 

The  getter  was  a  commercially  available  unit  (SAES  1000R) 
containing  an  alloy  of  (Zr-V-Fe).  After  the  activation,  achieved 
by  heating  the  getter  under  vacuum  for  a  period  of  about  an 
hour,  the  passage  of  the  gas  would  start.  The  flow  rate  was  on 
the  order  of  1.5  liters/min.  The  getler  temperature  during  fill¬ 
ing  was  500°C.  While  oxygen,  carbon  and  nitrogen  atoms,  once 
chemisorbed,  cauuoi  be  released  again  due  to  the  formation  of 
strong  chemical  bonds  with  the  alloy  atoms,  hydrogen  atoms 
absorbed  at  lower  temperatures  can  be  released  when  heated. 


At  the  end  of  the  activation  period  we  measured  a  pressure 
rise  from  10“'  Torr  to  about  10”'’,  which  we  attribute  to  the 
hydrogen  diffusing  out  of  the  getter.  To  reduce  the  concentra¬ 
tion  of  hydrogen  and  the  eventual  formation  of  hydrides  in  the 
chamber  volume,  we  introduced  a  second  getter  (SAES  250N) 
composed  of  Zr-Fe  and  operated  at  much  lower  temperature 
(150°C)  A  comparison  of  energy  resolution  data  obtained  with 
or  without  the  second  getter  in  the  purification  system  shows 
no  substantial  improvement. 

The  came  xenon  sample  was  used  to  fill  both  chambers, 
the  one  to  determine  the  energy  resolution,  and  the  other  one 
to  measure  the  liquid  purity.  Before  filling,  the  chambers  were 
kjpt  at  a  temperature  of  150°C  or  higher,  when  possible,  under 
a  vacuum  of  better  than  10~6  Torr  for  a  period  of  at  least  24 
h.  Typical  outgassing  rates  were  on  the  order  of  10” 5  Torr 
liter/sec. 

2.3  Cryogenics 

At  atmospheric  pressure,  the  liquid  phase  of  xenon  extends 
from  approximately  162  K  to  165  K,  so  that  a  precisely 
temperature  controlled  cooling  unit  is  mandatory.  Typically, 
liquid  nitrogen  vapors  arc  used  for  liquefying  xenon.  We  have 
chosen  a  more  practical  cooling  system  for  laboratory  tests  of 
small  scale  prototypes.  A  bath  of  Freon-1 1  (CCljF)  mixed  with 
dry  ice  surrounds  the  detector,  providing  an  easy  and  reliable 
way  to  maintain  the  temperature  at  195  K,  the  sublimation 
point  of  CO2.  Since  the  vapor  pressure  of  xenon  at  this 
temperature  is  about  3.5  atm,  the  pressure  of  the  gas  has  to 
exceed  this  value  to  condense  (  Fig.  2). 
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Figure  2.  Xenon  phase  diagram  and  liquid  density  dependence 
on  temperature. 

We  typically  filled  the  gas  with  about  5  atm  through  the 
purifiers.  Operating  at  dry  ice  temperature  rather  than  the 
normal  boiling  point,  reduces  the  density  of  the  liquid  from 
about  3.1  g/cm3  to  2.8  g/cm3.  Another  consequence  of  the 
higher  temperature  is  an  increase  of  the  electron  mobility  from 
typical  values  around  1000  cm2 /Vs  at  a  temperature  close  to 
the  triple  point  (161.3  K)  to  values  around  4000  cm2 /Vs  at  200 
K  [14,15].  The  high  electron  mobility  expected  at  our  operating 
temperature  was  confirmed  from  the  purity  test  data  [16]. 

3.  RESULTS  AND  DISCUSSION 

3.1  Purity  Measurements 

Attachment  of  free  ionization  electrons  to  electronegative 
impurities  is  one  of  the  processes  which  reduces  the  total  col¬ 
lected  charge  and,  thus,  the  energy  resolution  of  an  ionization 
chamber.  The  result  of  attachment  is  the  conversion  of  a  highly 
mobile  electron  into  a  negative  ion  which  is  too  slow  to  con- 


tribute  to  the  electronic  signal.  The  shape  of  this  signal  is 
modified  by  the  presence  of  impurities  and  can  be  approxi¬ 
mately  described  by  the  function 

Q(f)  =  Ne(r/<rf)(l  -  exp(  — </r))  (1) 

where  Nc  is  the  total  charge  left  in  the  drift  region  after  initial 
recombination,  td  is  the  drift  time  and  r  is  the  attenuation 
time  or  so-called  electron  lifetime. 

The  most  direct  way  to  test  the  liquid  purity  in  an 
ionization  chamber  is  to  measure  the  lifetime  of  the  electrons 
before  capture  by  electronegative  impurities.  The  drift  time  of 
the  electrons  in  the  grid-cathode  region  must  be  of  the  same 
order  as  the  electron  lifetime.  In  a  chamber  of  practical  size, 
i.e.  with  limited  drift  length,  the  maximum  drift  time  cam  be 
prolonged  to  the  right  range  in  order  to  measure  the  effect  with 
sufficient  accuracy  by  reducing  the  electric  field  strength  and, 
consequently,  the  drift  velocity  to  very  low  values. 

We  recorded  the  shape  of  ionization  signals  from  cosmic 
ray  tracks  traversing  the  purity  chamber  for  a  wide  range  of 
field  strengths,  from  5  V/cm  to  500  V/cm.  Two  typical  pulses 
at  8  V/cm  and  150  V/cm  are  shown  in  Fig.  3  as  recorded  with 
the  digital  oscilloscope. 
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Figure  3.  Single  ionization  pulses  in  liquid  xenon  at  8  V/cm 
and  150  V/cm 


The  rise  of  the  pulse  at  8  V /cm  is  still  approximately 
straight.  Below  this  field  the  signal  pulse  height  decreases  sub¬ 
stantially  and  the  rounding  of  the  pulses  increases,  indicating 
a  clear  effect  of  attachment. 

The  analysis  of  these  pulse  shapes  is  still  in  progress  and 
results  on  attenuation  time  as  well  as  on  drift  velocity  and 
low  field  electron  mobility  at  195  K  will  be  presented  in  a 
forthcoming  paper  [16]. 

For  a  preliminary  estimate  of  the  impurity  concentration 
in  our  liquid  xenon  sample  we  determined  that  the  electron 
lifetime  is  at  least  100  msec,  the  maximum  drift  time  measured 
at  8  V/cm. 

The  concentration  [s]  of  oxygen  equivalent  substances  is 
related  to  t  by  : 

t  =  l/k3[s]  (2) 

where  ks  is  the  attachment  rate  constant  in  liter/moles/sec. 
The  measured  value  for  k,  in  liquid  xenon  at  165  K  is  on  the 
order  of  2  x  10n  liter/moles/sec  at  a  field  of  10  V/cm  [4],  The 
concentration  p  in  ppb  is  related  to  [s]  by: 

p  =  [s]/nXe  (3) 

where  nXe  is  the  number  of  moles  in  one  liter  of  liquid  xenon. 
From  the  value  of  [s]  obtained  from  equ.  (2)  and  nXe  =  21  we 
deduce: 

p  ~  0.3  ppb  (4) 

This  estimate  applies  to  the  concentration  of  oxygen  like 

substances,  but  it  is  also  indicative  of  the  concentration  of 
N2O  which  has  an  attachment  rate  constant  similar  to  that 
of  oxygen  at  low  fields.  However,  while  attachment  to  O2 
molecules  decreases  with  increasing  field,  attachment  to  N20 
increases  by  more  than  an  order  of  magnitude  [4J. 

Since  one  has  to  operate  at  relatively  high  fields  to 
minimize  the  recombination  process,  it  is  important  to  identify 
impurities  which,  similarly  to  N20,  may  have  attachment 
cross  sections  strongly  dependent  on  the  electric  field.  These 
considerations  indicate  the  importance  of  substances  other 
than  O2  as  electron  trapping  impurities  in  liquid  xenon,  and 
the  need  for  more  studies  in  this  direction. 

3.2  Energy  Resolution  Measurements 

Fig.  4  shows  typical  207Bi  energy  spectra  measured  at 
different  electric  fields  in  liquid  xenon.  These  data  were 
obtained  in  our  initial  tests  with  liquid  xenon  using  the 
chamber  geometry  described  earlier  and  with  only  one  getter 
in  the  purification  sequence.  Data  have  been  accumulated  in 
several  successive  runs,  with  different  electrode  spacings  and 
different  operating  conditions  of  the  purifiers.  All  results  are 
consistent,  within  errors,  with  the  ones  displayed  in  Fig.  4. 
The  contribution  of  the  electronic  noise  in  this  run  was  on  the 
order  of  16  keV  FWHM. 

The  total  data  set  available  covers  a  wide  range  of  fields 
between  50  V/cm  and  12  kV/cm.  Measurements  at  higher 
fields,  limited  so  far  by  electrical  breakdowns,  are  underway 
with  a  modified  chamber  design.  The  207  Bi  spectra  in  liquid 
xenon  are  quite  different  from  those  observed  in  liquid  argon 
[3].  Due  to  the  high  efficiency  of  xenon  for  7-rays,  the  pulse 
height  distribution  is  dominated  by  the  full  energy  peaks 
of  7-rays  at  569  keV  and  1064  keV.  This  last  7-ray  line 
includes  counts  from  conversion  electrons  of  1048  keV.  The 
Compton  edges  are  also  identified.  The  internal  conversion 
electrons  of  energy  481  keV  and  976  keV,  which  dominate 
the  207Bi  spectrum  in  liquid  argon,  are  now  less  visible  until 
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Figure  4.  Electric  field  dependence  of  the  207Bi  pulse  height 
distribution  in  liquid  xenon.  The  typical  electronic  noise 
contribution  to  these  data  was  16  keV  (FWHM). 


fields  above  4  kV/cm  are  applied.  A  least  square  fit  of 
Gaussians  to  the  electron  and  7-ray  peaks  at  the  highest  field 
of  12  kV/cm  yields  a  total  energy  resolution  of  43  keV  and 
55  keV  FWHM  for  the  569  keV  and  1064  7-rays,  respectively 
(Fig.  5).  The  electronic  noise  contribution  in  this  particular 
spectrum  is  26  keV  FWHM,  as  indicated  by  the  fitted  test 
pulse  distribution.  The  subtraction  in  quadrature  of  this  noise 
level  gives  34  keV  and  48  keV  FWHM  for  the  two  gamma  ray 
peaks. 

These  are  the  best  values  measured  so  far  in  liquid  xenon 
at  similar  fields.  It  is  however  clear,  by  carefully  comparing  all 
the  best  energy  resolution  data  measured  by  various  groups, 
with  different  chambers,  purification  systems  and  radiation 
sources,  that  the  discrepancy  between  the  theoretical  Fano  lim¬ 
ited  energy  resolution  of  few  keV  and  the  experimental  values  is 
too  large  to  be  explained  with  purification  problems,  geometri¬ 
cal  effects,  or  technical  limitations  of  the  apparatus.  We  believe 
that  in  liquid  xenon,  as  in  liquid  argon,  the  fundamental  pro¬ 
cess  of  recombination  on  low  energy  delta  electron  tracks  which 
accompany  the  primary  ionizing  particle,  is  mostly  responsible 
for  the  observed  resolution  at  the  limited  electric  fields  applied. 


Figure  5.  207Bi  energy  spectrum  in  liquid  xenon  at  a  field  of 
12  kV/cm.  The  solid  line  is  the  best  Gaussian  fit  to  the  data. 
The  total  energy  resolution  of  the  569  keV  7-rays  is  43  keV 
(FWHM)  with  26  keV  (FWHM)  of  electronic  noise. 


A  detailed  analysis  based  on  this  hypothesis  is  in  progress.  At¬ 
tachment  of  electrons  to  electronegative  substances  other  than 
oxygen  might  also  affect  the  resolution  measured  at  li'gh  fields 
but  to  a  much  lower  extent.  A  better  understanding  of  these 
processes  is  necessary  if  one  wants  to  determine  the  ultimate 
energy  resolution  performance  of  liquid  xenon  and  other  rare 

gas  liquids. 


4.  CONCLUSIONS 

Our  initial  investigations  with  liquid  xenon  have  been  en¬ 
couraging  towards  the  application  of  this  material  in  instru¬ 
ments  with  enhanced  sensitivity  for  gamma  ray  spectroscopy. 
We  have  demonstrated  that  the  high  purity  of  the  liquid,  which 
is  the  crucial  prerequisite  for  the  feasibility  of  these  instru¬ 
ments,  can  be  obtained  with  simple  and  commercially  available 
purification  techniques. 

Results  from  studies  of  the  energy  resolution  in  liquid 
xenon  ionization  detectors  are  also  very  promising.  The 
best  value  that  we  have  measured  so  far  in  liquid  xenon 
is  34  keV  FWHM  for  7-rays  of  569  keV.  Studies  of  the 
fundamental  properties  of  liquid  xenon  will  continue  to  provide 
the  basic  ground  for  the  optimized  detector  design  for  the 
space  environment.  It  is  clear  that  a  liquid  xenon  detector 
with  the  6%  energy  resolution  achieved  so  far  for  the  detection 
of  5C9  keV  7-rays  is  preferable  to  a  Nal(Tl)  scintillation 
spectrometer  for  many  astrophysical  observations. 

This  research  work  was  supported  by  DARPA  under 
contract  N00014-86-C-0086,  and  partially  by  NASA  under 
contract  NAGW-1370. 
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